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Mild Traumatic Brain Injury (mTBI) associated with blast exposure has become an 
increasing issue in military conflicts, with the most common exposure being improvised 
explosive devices. Exposure to blast accounted for 81% of all casualties reported for Operation 
Enduring Freedom and Operation Iraqi Freedom combined. It has been identified as the 
‘signature injury’ of the military conflicts in Iraq and Afghanistan, and has been reported to be 
strongly associated with higher rates of Post–Traumatic Stress Disorder (PTSD), depression, 
and physical health problems than with other injuries [1]. 
An observation common to most head blast exposure studies is the negative intracranial 
pressure occurring at the opposite site of initial blast wave transmission. This observation 
resulted in the hypothesis of intracranial cavitation of cerebrospinal fluid (CSF), due to the 
negative pressures generated, as a potential brain injury mechanism. The purpose of this work 
was to develop an apparatus that generates controlled localized cavitation with similar loading 
encountered in head blast exposure to measure the cavitation pressure thresholds of fluids. 
Existing dynamic methods of generating cavitation presented limited loading capabilities, 
boundaries, and were not suitable for testing of biological fluids, such as CSF. 
Three iterations of the apparatus were developed, and the limitations identified were, 
potential cavitation nuclei and leakage at the seals and pressure gauge, variability in generated 
loading, and generation of diffuse cavitation. Due to the nuclei from the pressure gauge 
implementation, a validated numerical model of the apparatus was used to predict the negative 
fluid pressure in the chamber.  
The final proposed design for the apparatus incorporated a novel closed cavitation 
chamber to generate localized cavitation resulting from a reflected compression pulse, which 
was generated by a spherical steel striker and Polymethyl methacrylate (PMMA) incident bar. 
Numerical models were developed and validated to model the PMMA incident bar with and 
without the PMMA chamber using 24 independent tests for strain and end velocity using 
 
iv 
varying striker geometry (cross–correlation: 0.970–0.997). Additionally, the numerical model 
of the apparatus including the chamber was developed and validated with 27 independent tests 
for strain and chamber end surface velocity (cross–correlation: 0.921). 
Cavitation tests on distilled water were performed and a 50% probability of cavitation 
was measured at a negative pressure of 3.39 MPa ±2%, comparable to values found in the 
literature. Analysis of the experimental and numerical result trends demonstrated comparable 
chamber strain (R2: 0.875) and chamber end surface velocity (R2: 0.992). The predicted fluid 
pressures from the model were verified with a first–order approximation showing good 
agreement (R2: 0.892). This novel apparatus, incorporating a closed confinement chamber 
integrated with a polymeric SHPB apparatus, was able to create localized fluid cavitation using 
a reflected compression wave, with loading comparable to blast exposure. Future studies will 
investigate the measurement of CSF cavitation pressure and incorporation of the results in 
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1 
Introduction 
Blast exposure has become more common in military conflicts due to the use of Improvised 
Explosive Devices (IEDs), with the most recent and notable being ‘roadside bombs’. IEDs are 
improvised bombs that incorporate conventional high–energy explosives or homemade explosives. 
In the recent wars Operation Enduring Freedom (OEF) in Afghanistan from 2001 to 2017 and 
Operation Iraqi Freedom (OIF) in Iraq from 2003 to 2017, 40% and 37% of the coalition service 
member fatalities were the result of IED, respectively [2]. Blast exposure accounted for 81% of all 
casualties for both wars combined; greater than any previous war [3]. A non–fatal injury known 
as mild Traumatic Brain Injury (mTBI) has become an increasingly important issue for military 
conflicts, and was identified as the ‘signature injury’ of military conflicts in Iraq and Afghanistan 
[4, 5]. The United States Department of Defence defines mTBI as a head injury that results in the 
alteration or loss of consciousness (LOC). Some reports suggest that as much as 80% of all in–
theatre–related traumatic brain injury cases were from blast exposure; with 75% of those being 
classified as mTBI [6, 7]. An estimation of 11–23% of returning US service members screened 
positive for mTBI [6]. Hoge et al. reported that mTBI (not limited to blast–related injury) from US 
infantrymen returning from OIF, especially those associated with LOC, was strongly associated 
with higher rates of Post–Traumatic Stress Disorder (PTSD), depression, and physical health 
problems than were with other injuries [1]. Additionally, some studies reported that mTBI 
increased the risk of PTSD [8–10]. 
Currently, mTBI is diagnosed through clinical assessments of functional deficits and 
neurological tests [11–13] (§ Chapter 1). Service members that are exposed to blast with non–
physically–impairing injuries are evaluated to determine their ability to return to duty; however, 
these assessments and evaluations are subjective and based on approaches used for blunt impacts, 
which may not translate well to blast exposure and may not detect subtle effects that could limit 
performance during deployment [6, 9, 11]. Furthermore, mTBI from repeated blast exposure may 
increase the types and severity of symptoms likened to that seen in American football athletes with 
histories of multiple concussions; which is a form of mTBI [7]. Sports–related concussion is 
associated with translational acceleration and rotational velocity of the head, whereas blast–related 
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mTBI is associated with overpressure propagation through the brain; however, causes of blast–
related mTBI is currently unknown [14, 15]. Injuries from blast exposure can be mitigated by the 
use of personal protective equipment (PPE), which are items worn or carried designed to mitigate 
trauma that can result from blast exposure. An example of PPE are helmets for military application, 
which have been assessed to reduce intracranial pressure (ICP) from blast [16–23]. However, some 
studies have reported the potential effect of a helmet amplifying loading to the head from pressure 
wave reflections occurring in the open space between the helmet and head [24, 25]. 
Several studies of pressure wave propagation in the head from an isolated blast wave have 
demonstrated the potential for injury. Some studies showed that the pressure wave propagation 
could lead to damage or change in function at the tissue or cellular levels [16, 26–30], with 
interfaces between structures having differing properties (density, elasticity) being particularly 
vulnerable [31]. Additionally, experimental and computational studies have also demonstrated that 
pressure wave propagation in the head produced a pressure gradient in the brain with positive 
pressures occurring at the site of transmission (coup) and negative pressure at the opposite site 
(contre–coup) [14, 22, 24, 32–39]. With the evidence of negative pressure, it was hypothesized 
that cavitation of cerebrospinal fluid (CSF) from blast exposure could be a possible injury 
mechanism leading to mTBI. Cavitation is the transient growth and violent collapse of vapour 
bubbles in a fluid that results in large localized pressures (§ Chapter 2). 
An issue with examining cavitation in situ from blast exposure is the lack of transparency 
in cadaver and animal surrogate models. As an alternative, studies have used semi–transparent 
head models that mimic the human head, which allowed for high–speed imaging of cavitation 
occurrence [33, 34, 36, 40–42]. However, often the main purposes of such experiments were to 
study blast exposure pressure and strain effects in the head and the occurrence of cavitation was 
simply observed and not examined. Some experimental and computational studies have examined 
the effects of intracranial CSF cavitation on brain simulants with respect to localized pressures and 
strains [31, 34, 36, 40, 43–46]; however, the generation of cavitation in these tests were either 
seeded with a vapour bubble nuclei or assumed to generate at a pressure of –0.1 MPa. There is no 
consensus to the negative pressure threshold necessary for producing cavitation in CSF and there 
is a gap in the knowledge linking negative ICP observed in blast exposure and the generation of 
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CSF cavitation. To link this gap, an apparatus is required to dynamically load fluid in a manner 
similar to blast exposure, and generate observable localized fluid cavitation through a repeatable 
process. Using this apparatus, fluid pressures at which cavitation is generated can be measured. 
Alternative methods developed for generating cavitation exist, but limitations with their utilization 
were recognized such as loading, fluid volume, and fluid confinement (§ Chapter 3). 
An apparatus was developed that could generate localized fluid cavitation through high–
rate dynamic loading comparable to blast exposure. In parallel, a numerical model was developed 
that could reproduce experimental results obtained from the apparatus and predict fluid pressures 
that could not be directly measured (§ Chapter 4). The apparatus produced a compressive pulse by 
impact of a steel sphere striker onto an acrylic incident bar. This compressive pulse was propagated 
into an acrylic confinement chamber containing fluid. The chamber was designed with wall 
thickness dimensions comparable to cranial bones mimicking the conditions inside the head during 
blast exposure. Upon reaching the free–surface of the chamber exposed to air, the compressive 
pulse reflected in tension and transmitted back into the fluid producing negative pressure. With 
increasing compressive pulse magnitudes, it was demonstrated that non–cavitating and cavitating 
conditions could be observed. The negative fluid pressures corresponding to transition between 
non–cavitating and cavitating conditions were then used to determine the cavitation pressure 
threshold. Cavitation tests were performed on distilled water at 21 °C and 37 °C resulting in 




  Blast Exposure Background 
1.1 Overview of Blast 
An explosion is the rapid release of energy as a result of physical, nuclear, or chemical 
means. Physical explosions are caused by a rapid release of kinetic energy without the occurrence 
of nuclear or chemical reactions, such as the rupture of a pressure vessel, and nuclear explosions 
are caused by fusion or fission reactions that obey the mass–energy equivalence law [47, 48]. 
Chemical explosions are caused by a rapid oxidation reaction resulting in a rapid conversion of 
solid explosive to high temperature and high–pressure explosive gases, which contains most of the 
energy released by the explosion [16]. The rapid expansion of the explosive gases displaces the 
volume it occupies and produces a layer of compressed air known as a shock wave. As the gases 
expand from the source, its pressure falls to atmospheric pressures, which eventually cools and 
falls slightly below atmospheric pressures because of over–expansion. This over–expansion 
produces a reversal of flow towards the source due to the pressure differential between the 
atmosphere and explosive gases [49]. 
The pressure of the shock wave falls with increasing propagation distance similar to the 
explosive gases. A shock wave is defined as a discontinuity in pressure, temperature, and density 
across a finite thickness (in the order of 10–5 mm for air) that propagates through a medium faster 
than the acoustic speed of the medium [16, 50]. When energy in the form of a pressure wave is 
deposited into a medium, such as air, faster than it is dissipated outward from the source, the air 
within the wave is compressed resulting in increased temperature and acoustic speed. The energy 
from the source travels faster in the compressed air and accumulates at the front of the wave. If 
the energy at the front of the wave increases faster than it is dissipated to the ambient air, a shock 
wave is generated [51]. Shock waves can only occur in materials or gases that exhibit an increasing 
bulk modulus with increasing pressure resulting in the increased temperature and local acoustic 
speed necessary for generating shock waves [16]. Typically, the amount of energy released from 
explosions are often expressed in terms of Trinitrotoluene (TNT) mass that would result in the 
same amount of energy released [16]. 
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The pressure wave resulting from an explosive blast is known as the blast wave and can be 
idealized using the Friedlander curve (Figure 1) [49]. A typical static pressure–time profile of a 
simple blast wave in free air consists of the supersonic shock wave (shock front) with a peak static 
pressure known as the peak overpressure, a decaying pressure to atmospheric pressure, and an 
underpressure region caused by the over–expansion of the explosive gases. 
 
Figure 1. (a) Typical Friedlander curve used to represent a blast wave and its propagation; (b) 
Experimentally measured blast wave from a shock tube apparatus [35] 
1.1.1 Blast Wave Interaction with Structures 
Blast waves interact with structures by transporting energy from one area of the structure 
to another by way of pressure waves. When a blast wave in air meets a structure, a portion of the 
energy is transmitted into the structure and the balance of the energy is reflected (Figure 2). The 
reflected pressure wave constructively superimposes with the incident blast wave producing higher 
pressures at the air–structure interface. Superposition is when multiple waves overlay producing 
local amplitudes equal to the sum of the overlaid parts. Constructive superposition describes the 
greater local amplitude produced as a result of waves with similar senses (positive or negative), 
and destructive superposition describes the lesser local amplitude produced by waves with 
dissimilar senses [51]. The pressure wave transmitted into the structure propagates at a velocity 
equal to the acoustic speed of that structure. When the transmitted pressure wave propagates 
through a structure having different layers of density and/or acoustic speed, a reflected wave is 
produced at each interface. An example of blast wave interaction with the head can be observed 
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using a sagittal numerical model of the head developed by Singh et al. [39]. With frontal blast 
exposure, a pressure wave is transmitted into the head and a reflected wave is produced at the front 
of the face resulting in greater pressures than the incident blast wave (Figure 3). The different 
layers of the head (skin, flesh, bone, brain, etc.) results in the complex superposition of the 
propagating transmitted waves and reflections. 
 
Figure 2. Reflected and transmitted waves from pressure wave structure interaction 
 
Figure 3. Blast wave interaction with the different layers of the head producing complex superposition of 
transmitted and reflected waves; Simulation performed using sagittal head model developed by Singh et al. 
[39] 
1.2 Review of Cranium Anatomy 
The skull is a complex structure formed by separate cranial and facial bones firmly joined 
by joints called sutures. The cranial bones (cranium) enclose and protect the brain, whereas the 
facial bones form the face and cavities for sensing organs. The cranial bones consist of dense layers 
of compact cortical bone known as the tables of the skull separated by a less dense layer of spongy 
cancellous bone known as the diploë [52]. The material properties of cranial bone in literature vary 
significantly such with any set biological samples (Table 1). Although two types of bone structures 
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(cortical and cancellous) make up the skull, in blast exposure computational studies the skull is 
sometimes treated as a single rigid material. 
There are eight cranial bones: the frontal, paired parietal, occipital, paired temporal, 
sphenoid, and ethmoid bones (Figure 4). The frontal bone is shell–shaped forming the anterior 
cranium. The paired parietal bones are curved, and together, form a shell and most of the superior 
and lateral aspects of the cranium. The occipital bone forms the base and most of the posterior 
aspect of the cranium. The paired temporal bones form the inferolateral aspects and parts of the 
cranium base. The sphenoid bone is the central wedge joining all other cranial bones, helping form 
the base and sides of the cranium and the floors and sides of the eye sockets. Lastly, the ethmoid 
bone is located in front of the sphenoid bone helping form the roof and walls of the nasal cavity, 
and the floor of the eye sockets [52]. 
 
Figure 4. (a) Cranial bone anatomy and locations; (b) Meninges (connective tissues) below the cranial bone 
(figure adapted from [53, 54]) 
There are connective tissues that cover and protect the brain and spinal cord (central 
nervous system, CNS) called the meninges. The meninges form partitions within the cranium with 
the outermost called the dura mater, then the arachnoid mater, and lastly the pia mater (Figure 4). 
The dura mater is the strongest meninx and is made up of two layers, with the outer layer attached 
to the inner surface of the cranium and the second layer surrounding the arachnoid mater and CNS. 
The arachnoid mater forms a loose cover around the brain, whereas the pia mater forms a tight 
layer around the brain. The space between the arachnoid and pia mater is called the subarachnoid 
space and contains CSF [52]. 
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CSF is a fluid found in and around the CNS, primarily comprised of water and having a 
similar composition to blood plasma, but with differing ion concentrations and less proteins [52, 
63]. The main constituents of CSF are sodium (Na+), chloride (Cl–), and bicarbonate (HCO3–) 
(Table 2) [64]. The total CSF volume in adults is approximately 150 ml. CSF nourishes and 
transports chemical signals to and from the brain such as hormones and protects the CNS from 
blunt trauma by acting as a cushion. Additionally, CSF helps regulate ICP protecting the brain 
from pressure changes and produces a buoyant force preventing the brain from crushing under its 
own weight by effectively reducing its weight by 97% [65].  
Table 2. Summary of CSF properties found in literature 
Properties [66] [67, 68] [69] [70] [71] 
Specific gravity – 1.007 1.0069 – 1.006 – 1.008
Pressure (kPa) – – 1.47 – 0.88 – 1.77 
Water (%) 99 >99 ~99 with ~1.08% solids – – 
Na+ (mEq/L) 138 158 227.83 140 135–150 
Cl– (mEq/L) 119 138 147.61 90 116 – 127 
HCO3– (mEq/L) – 25 85.9 – 22.9 
pH 7.33 7.35 
7.48 (7.35 – 7.70) (post 
mortem pH of 6.38) 
– 7.28 – 7.32 
 
1.3 Overview of Blast Exposure Injury  
Blast exposure leads to many types of injuries that are commonly categorized as primary, 
secondary, tertiary, and quaternary. Primary injuries are caused by the blast wave overpressure 
interacting with and propagating through the body leading to contusions, hematomas, lacerations, 
and herniation of internal organs [16, 37]. Primary blast injury was historically associated with 
injury to gas–containing organs such as the lungs and gastro–intestinal tract, but recently its 
relation to brain injury has become a prominent topic in blast [7]. Secondary injuries are the result 
of penetrating trauma caused by projectiles or fragments propelled by the expansion of gases, such 
as shrapnel. Tertiary injuries are caused by blunt trauma from large non–penetrating projectiles 
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and gross acceleration of the body onto its surroundings. Lastly, Quaternary injuries are the result 
of other injuries such as thermal, chemical, and nuclear effects of the explosion (Figure 5) [14, 
16]. 
 
Figure 5. Blast injury mechanisms that can cause bodily harm in relation to a blast event 
For the motivation of this thesis, only the blast wave interaction with the head without skull 
fracture will be discussed hereafter. Brain injury can be classified into two broad categories of 
focal and diffuse injuries. Focal brain injuries are locally well–defined lesions such as hematomas 
and contusions. Diffuse brain injuries form a wide range of injuries from mild concussions to 
diffuse white matter injuries. A crucial problem in trauma biomechanics is the lack of an 
assessment that correlate mechanical loading and severity of its resultant injury [16]. Such a 
correlation would allow for determining probabilities that describe likeliness of a specific injury 
from loading; however, challenges are met with the large biological variability in post–mortem 
surrogates (age, gender, post–mortem interval, etc.) and the unjustifiable experimentation on living 
subjects [16]. There are currently no assessments for head injuries that are directly related to blast 
exposure in terms of scales and injury criteria; however, some exist for automotive safety and 
triage applications that can be used for comparative benchmark. 
The Abbreviated Injury Scale (AIS) is an anatomically–based standardized scale created 
in 1971 to assess the severity of loading and the risk of sustaining injury with respect to motor 
vehicle accidents [16]. The AIS correlates a function of physical parameters with the probability 
of a specific injury to a specific body region. A threshold value corresponding to a specific injury 
was obtained when it was observed in more than 50% of the crash test experiments performed 
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having comparable conditions. AIS is limited in that the experiments performed to obtain the 
threshold values used post mortem test objects as surrogates for living humans. The AIS is 
regularly updated by the Association for the Advancement of Automotive Medicine (AAAM) and 
widely implemented [12, 13, 16]. AIS for the head uses a non–linear scale from 1 (minor) to 6 
(fatal) to classify specific head injuries based on medical diagnosis of the post–mortem test objects 
(Table 3). 
Table 3. AIS scale for Head Injury 
AIS Score Description Possible Injuries 
1 Minor 
–Laceration to the face 
–Headache, dizziness with no LOC 
–Fracture/dislocation of nose or teeth 
2 Moderate 
–Eye laceration or retinal detachment 
–Disfiguring lacerations 
–Undisplaced skull or facial fracture 
–Less than 15min LOC 
3 Serious (non–life–threatening)
–Loss of eye or avulsion of optic nerve 
–Displaced facial bone fractures 
–More than 15min LOC 
–No severe neurological effects 
4 Severe (life–threatening) 
–Severe lacerations with dangerous haemorrhage
–Definite abnormal neurological signs 
–Retrograde amnesia 3–12 hrs 
–Compound skull fracture 
5 Critical 
–More than 24hrs LOC 
–Retrograde amnesia more than 12hrs 
–Intracranial haemorrhage, edema 
–Decreasing state of consciousness 
6 Fatal –Death 
 
The Glasgow Coma Scale (GCS) is another widely used scale that focuses on assessing the 
effects and severity of an injury with physiologic indicators rather than anatomy. It was devised in 
1974 as a triage and prognostic indicator for CNS function [12, 13]. The GCS scale is based on 
first observation after the injury using verbal response, motor response, and eye opening, ranging 
from 3 (severe) to 15 (less severe). The GCS is the primary criterion for assessing and predicting 
the severity of most traumatic brain injuries in clinical trials and classifies mTBI with a score of 
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14–15; however, the assessment is limited in that it does not assess the cause [12, 59, 72–75]. 
Another notable limitation of the GCS is scoring an individual with preexisting limitations in 
verbal, motor, or eye response indirectly related to the injury. 
A widely used head injury criterion initially proposed by Versace in 1971 and then later 
revised by the US National Highway Traffic Safety Administration (NHTSA) is the Head Injury 
Criterion (HIC). A HIC value is calculated by considering the resultant translational acceleration 





The HIC is used with the Wayne State University Cerebral Concussion Tolerance Curves (WSTC), 
which relates head injury with blunt impacts, and the Maximum AIS to determine the probability 
of head injury and severity due to translational acceleration [16, 76]. Other head injury criteria 
exist such as the Generalized Acceleration Model for Brain Injury Threshold (GAMBIT), the “3 
ms criterion”, the Brain Pressure Tolerance (BPT), and the Brain Injury Criteria (BrIC); however, 
HIC is the most widely used to predict the likelihood of head injury resulting from blast exposure 
[24, 36, 39, 77, 78].  
1.3.1 Primary Blast Wave in the Head 
Exposure of the head to a blast wave results in a wave reflection at the head–atmosphere 
interface and transmission of a compressive pressure wave into the head (primary pressure wave). 
The primary pressure wave transmits into the space surrounded by the cranial bones (cranial vault) 
and propagates through everything within (the brain, CSF, etc.). Theories of injuries as a result of 
the primary pressure wave propagating within the cranial vault include, soft–tissue damage from 
shearing [40, 79–81], distortion of brain tissue cellular structures and cell death [27, 74, 79, 82–
86], and intracranial fluid cavitation [34, 39, 43, 79, 87, 88]. Due to the unjustifiable 
experimentation on living humans in injurious scenarios, in vivo measurements of brain response 
to blast do not exist. Studies often use surrogate models relating the results to determine the effects 
of the blast wave on the brain. Such models include, animal surrogates [38, 79, 81, 83–86, 89, 90], 
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post–mortem human surrogates [32], simplified ellipsoid head dummies coupled with numerical 
modelling [33, 34, 36, 40–42], and detailed head numerical models [11, 20, 22, 24, 35, 39, 43, 44, 
59, 91–94]. 
A number of the literature showed that positive pressure occur within the head at the 
location of initial blast wave transmission (coup), and negative pressure at the opposite location 
(contre–coup) [14, 22, 24, 32–39]. For example, if the blast wave transmission occurred at the 
anterior of the head, negative pressures would occur at the posterior of the head. Likewise, if the 
blast wave transmission occurred at the left side of the head, negative pressure would occur at the 
right side of the head. Several experimental and computational studies such as those performed 
by, Sayed et al. [37], Moss et al. [24], Bir [32], and Singh et al. [39], reported that negative pressure 
occurred at the posterior region of the cranial vault from frontal or anterior blast exposure (Figure 
6). The experimental study by Bir demonstrated that negative pressure occurred at the contre–coup 
regardless of head orientation using fresh un–embalmed post–mortem head surrogates for incident 
peak overpressures ranging from 0.093–0.154 MPa (Figure 7) [32]. The computational study by 
Singh demonstrated that the peak negative pressure occurred at the posterior region ranging from 
0.211–0.70 MPa during frontal blast exposure for incident peak overpressures ranging from 0.170–
0.326 MPa [39]. Similarly, a computational study by Zhang et al. [22] reported negative pressures 
ranging from 0.30–0.48 MPa as a result of a 0.35 MPa peak overpressure. 
Some studies have suggested that the negative pressure occurs from the compressive 
primary pressure wave reflecting in tension due to the greater impedance of the skull compared to 
its surroundings (§ 3.2.1) [38, 92, 95], and some suggested that negative pressure is greatly 
exacerbated by the skull flexure resulting from blast loading [24, 33, 34, 84]. However, 
investigations of the latter effect have noted skull flexure occurring at later times compared with 
the onset of negative pressure [35]. It was also hypothesized that cavitation of CSF due to transient 
negative ICP is a possible injury mechanism that could lead to mTBI [34, 39, 43, 79, 87, 88]. 
Cavitation is the generation of voids or cavities in a fluid due to localized pressure changes and 
can collapse producing large forces on surrounding materials (§ Chapter 2). The limits of CSF 
cavitation are currently unknown and many numerical studies that have examined the effects of 
CSF cavitation on the brain used the estimated cavitation limit of water, which has a large range 
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of 0.1–120 MPa [8]. A computational study by Panzer et al. [43] modelled CSF cavitation 
occurring –0.1 MPa and demonstrated large localized positive pressures occurring in the brain 
from cavitation and the potential for injury. A study by Shively et al. [96] investigated post–
mortem brain specimens from military service members with chronic blast exposures compared 
with non–military civilians without history of blast exposure. Shively reported prominent scarring 
in the brain immediately below the pia mater for the cases with chronic blast exposure, which were 
not observed in the cases without history of blast exposure. CSF is found in the subarachnoid space 
above the pia mater, and the observations reported by Shively support the hypothesis that CSF 
cavitation has the potential for brain tissue damage (Figure 4). 
 
Figure 6. Negative pressures (magenta color) observed in computational study of frontal blast exposure; 




Figure 7. Experimental result of frontal blast exposure demonstrating negative pressure at the contre–coup 
(occipital sensor); adapted from Bir et al. [32] 
1.4 Chapter Summary 
In summary, blast waves are generated because of the expansion of gases from an explosion 
source. The pressure profile of a blast wave can be approximated by the Friedlander equation, 
which encompasses the propagating shock wave, or shock front, and negative phase caused by the 
over–expansion of the explosive gases. When a blast wave interacts with a structure, it generates 
a reflected wave at the interface that superimposes with the incident wave typically resulting in 
greater pressures. A pressure wave, the transmitted wave, is also transmitted into the structure 
propagating at the acoustic speed of that structure. Reflected and transmitted waves occur at every 
layer of differing density or acoustic speed within the structure, which can result in complex 
superposition of pressure waves. For the case of frontal blast exposure to the head in free air, a 
large pressure would be observed at the front of the face due to the reflection, and a complex 
pattern of pressure waves within the head due to the differing layers of material such as the skull 
and CSF. The skull is a complex bone structure of cranial and facial bones. The cranial bones 
consist of outer and inner tables of cortical bone separated by the diploë made of cancellous bone. 
CSF is a fluid found in and around the CNS, primarily comprised of water, protecting the CNS 
from blunt trauma by acting as a cushion, and regulating ICP. 
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Blast exposure classifies injuries as primary, secondary, tertiary, and quaternary. Primary 
blast injuries encompass injuries because of the blast wave generated from the explosion. It has 
been proposed that blast wave exposure can result in mTBI due to the number of mTBI cases 
reported by military service members exposed to in–theatre blast; however, the causes of blast–
related mTBI is currently unknown. Assessment scales developed for automotive safety and triage 
exist that can correlate the effects of injury with its severity; however, such an assessment for 
correlating blast related loading with resultant injury severity does not exist. The HIC injury 
criterion for blunt impact was adopted for blast exposure as an indirect comparative benchmark. 
There is no consensus in the literature to the specific injury mechanisms that cause mTBI, with 
some suggesting CSF cavitation as a candidate. Negative pressures have been observed through 
experimental and computational blast exposure studies occurring at the contre–coup, which could 
exceed the negative pressure necessary for CSF cavitation. Cavitation would generate bubbles that 
violently collapse producing large localized pressures in the head. There are no in vivo studies of 
blast related CSF cavitation. Studies use models of the head and assumed CSF cavitation pressure 
thresholds to relate the dynamics observed to the potential of injury in living humans; however, 
the cavitation pressure threshold for CSF is currently unknown. 
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  Review of Cavitation 
The term ‘cavitation’ appeared for the first time in England 1894 in a study investigating 
efficiency reduction of ship propellers with respect to rotation speed and ship forward velocity 
[97]. Recently, cavitation has become more relevant in other fields of study such as aeronautics, 
erosion control, piping, medical therapy, and blast. The traditional definition of cavitation is the 
generation of vapour cavities (bubbles) in a body of fluid as a result of a drop in fluid pressure at 
constant temperature. Alternatively, generation of bubbles in a fluid of constant pressure as a result 
of an increase in temperature is described as boiling [98, 99]. Although the first instance of 
cavitation appeared from fluid in motion, cavitation can occur in a fluid that is either in motion or 
at rest [100]. 
The occurrence of cavitation is associated with fluid tensile strength; similar to solids, 
fluids can fail due to rupture because of loading exceeding the fluid tensile strength. Cavitation 
can initiate as a result of homogenous or heterogeneous nucleation, where homogeneous 
nucleation results in cavitation at the fluid tensile strength due to breaking of intermolecular forces, 
and heterogeneous nucleation results in cavitation due to weaknesses in the system, and therefore, 
at much lesser magnitudes (§ 2.2). These two types of nucleation creates challenges in determining 
fluid tensile strength because rupture of the fluid often occurs as a result of heterogeneous 
cavitation well before the tensile forces exceed the fluid tensile strength limit. The vulnerability of 
fluid to rupture through heterogeneous cavitation prompted studies investigating homogeneous 
cavitation to use analytical methods coupled with measured experimental data to calculate 
theoretical fluid tensile strengths. 
2.1 Fluid Tensile Strength 
To measure the fluid tensile strength, negative pressure must be generated in which a cavity 
initiates within the body of the fluid. Therefore, tensile stresses high enough to overcome the 
cohesive forces of the fluid molecules are required to produce such a cavity. Theoretically these 
forces may be on the order of several thousands of atmospheres [101]. An example of a simple 
model for calculating the fluid tensile strength in terms of intermolecular forces is as follows [98]. 
Suppose two molecules are separated by a distance ( ) by externally applied forces (F) and have 
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a potential energy ( ) associated with their intermolecular force ( ) (Figure 8). At  the 
molecules are in equilibrium with minimum potential energy 0 , and at  the 
attractive intermolecular force is at its maximum. The ratio of  is typically 1.1–1.2, 
corresponding to a bulk fluid fractional expansion 
∆
 of approximately  as a result of three 
mutually orthogonal directions [98]. Therefore, tensile stresses resulting from the increase in F 
and increase in distance greater than  would result in rupture of the fluid. The bulk modulus (K) 




and given the typical bulk modulus of 2.2 GPa for water [41, 102, 103], a theoretical tensile 
strength can be approximated using Equation 2 resulting in 0.733 GPa. This theoretical value is 
much greater than typically reported in experimental studies (§ 3.1) demonstrating the dissociation 
between the theoretically predicted and experimentally observed values. 
 
Figure 8. Potential energy ( ) from attraction and repulsion of two molecules with respect to their distance 
(x) 
The traditional definition of cavitation suggests that rupture at the fluid tensile strength 
could be achieved at the fluid vapour pressure, but there is a clear disconnect between the two 
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properties. Vapour pressure is the pressure of a vapour that is in thermodynamic equilibrium with 
its fluid at a specific temperature in a closed system [101]. Equilibrium results when the rate of 
fluid evaporation equals the rate of condensation, and therefore, vapour pressure is more applicable 
to the fluid boundaries that allow evaporation and condensation during a large time scale. 
Accordingly, vapour pressures are not reported as the fluid tensile strengths (§ 3.1). The theory of 
tensile strength of pure fluids predict that a vapor cavity will only form under extremely large 
tensions, and in the case of boiling only in very large superheats. Since these large tensile and 
superheats were not observed in experimental studies, the idea of nucleation was introduced. The 
idea of nucleation suggests that fluids have pre–existing vapour cavities already beyond molecular 
dimensions and are able to grow into macroscopic bubbles under moderate tensions resulting in 
rupture below the tensile pressure [97]. 
2.2 Homogeneous Nucleation 
The occurrence of cavitation can be categorized into homogeneous and heterogeneous 
nucleation. Homogeneous nucleation occurs when an existing cavity, generally presumed as the 
result of random molecular motions, exceeds a critical nucleus radius ( ), increasing the 
favourability of transforming into a stable vapour phase nucleus. In general, homogeneous 
cavitation occurs when the fluid tensile strength is exceeded. The following presents a simplified 
version of the classical homogeneous nucleation theory omitting details in terms of 
thermodynamics and probability [98]. This approach is similar to the model used for 
approximating the fluid tensile strength in which rupture occurs after exceeding an intermolecular 
distance. Suppose a fluid at a constant pressure ( ) and temperature (T) has a single spherical 
bubble initially at equilibrium with a radius ( ), containing vapour with an internal pressure ( ) 




where  is the coefficient of surface tension of the fluid. It is assumed that this approximation can 
be extended down to bubbles with radii of intermolecular distances [104]. Therefore, if  is less 
than 
∗
, the bubble will grow and alternatively, if  is greater than 
∗
, the bubble will 
 
20 
shrink. If the bubble grows to the critical radius ( → ) at which it ruptures, then ∆  
corresponds to the fluid tensile strength (∆ ). Using Equation 3, the typical surface tension of 
0.0728 N/m for water at 20 °C [105], and a radius of 10–10 m comparable to intermolecular 
distances [98], results in a fluid tensile strength of approximately 1.456 GPa, comparable to the 
order of that obtained using Equation 2 (§ 2.1). 
 
Figure 9. Simple spherical bubble model for dynamic analysis of homogeneous nucleation 
A second expression that must be considered is the free energy ( ) required to initiate 
nucleation. Assuming a nucleus is in equilibrium with its surrounding after its creation, energy 





where  is the surface energy. The first term is the energy required for the increasing surface area 
of the bubble and the second term is the work done to displace the bulk fluid volume outward. At 
the beginning of nucleation, the energy required increases with radius as the surface term 
dominates. Once the nucleus reaches the critical radius ( →  and ∆ → ∆ ), the bulk term 
begins to dominate, decreasing the energy required (Figure 10). The maximum energy 
corresponding to the critical radius is known as the nucleation barrier ( ∗ ). To generate fluid 
rupture as a result of homogeneous nucleation, and therefore exceed the fluid tensile strength, the 
energy deposited into the system to activate nucleation must be equal or larger than the nucleation 






The nucleation barrier is the critical deposition energy for classical nucleation theory first 
formulated by Gibbs in 1961, and accordingly, the energy is referred to as Gibbs free energy. For 
a greater detailed description of classical nucleation theory and the consideration of the probability 
of a nucleation event, the reader is referred to [98, 104, 106, 107]. Intuitively, it can be deduced 
that the increase of temperature would increase the kinetic energy of the fluid molecules 
(Newtonian kinetic energy), decrease surface energy (the Eötvös rule), increase vapour pressure 
(Clausius–Clapeyron relation), and therefore decrease the fluid tensile strength. 
 
Figure 10. Free energy required overcoming surface and bulking energy for spherical homogeneous bubble 
nucleation  
2.3 Heterogeneous Nucleation 
The more common type of nucleation seen in application is heterogeneous nucleation, 
which occurs when bubbles nucleate from existing weaknesses in the fluid such as fluid–boundary 
interfaces, suspended particles, and dissolved gases [98, 99, 101, 108–110]. These weaknesses 
provide existing nuclei for cavitation resulting in rupture at negative pressures much lesser than 
those predicted for homogenous cavitation; henceforth, the term ‘cavitation pressure threshold’ 




Contaminant microscopic gas bubbles present in crevices on the surfaces of solid 
boundaries or suspended particles can act as nuclei for cavitation. In tap–water, the persistent 
contamination of microscopic air bubbles create challenges and generally require de–gassing or a 
settling period of several days before experimental testing [98, 102]. Dissolved gases in a fluid, 
such as tap–water, are troublesome to remove, and even with high pressure treatment and 
degassing can still exist causing heterogeneous cavitation [98]. Overton et al. [111] demonstrated 
an increase in the cavitation pressure threshold from 0.0871 MPa for fresh tap–water with a vapour 
saturated condition to 0.178 MPa for fresh tap–water with a degassed condition. An increase in 
cavitation pressure thresholds from degassing were also reported for deionized water and sea–
water with an increase from 0.0952 MPa to 0.187 MPa and 0.0831 MPa to 0.203 MPa, 
respectively. Dissolved gases with vapour pressures lesser than the solvent fluid also act as 
heterogeneous cavitation nuclei due to their difference in partial pressure. Sedgewick et al. [112] 
reported that reducing dissolved gases by boiling demonstrated an increase in cavitation pressure 
thresholds for water and deionized water from 0.912 MPa to 1.17 MPa and 1.01 MPa to 1.47 MPa, 
respectively. Similarly, Overton et al. [113] reported an increase in tap–water from 0.861 MPa to 
0.912 MPa after boiling. 
The hydrophobic or hydrophilic property of solid boundaries are an important property 
when minimizing surface contaminant bubbles. Hydrophobic surfaces tend to repel polar 
molecules like water, and therefore, encourage large cavities at the surfaces. On the other hand, 
hydrophilic surfaces tends to be ‘wetted’ by water discouraging large cavities at the surfaces [98]. 
However, the minimum dimensions of cavities as a result of hydrophilic surface heterogeneous 
cavitation can be comparable to those required for homogenous cavitation, and therefore, produce 
comparable fluid tensile strength measurements [98]. It has also been observed that solid particles 
in a purified fluid can act as nuclei resulting in heterogeneous cavitation [97]. Consequently, 
cavitation occurring from contamination of sub–micron sized particles results in challenges with 
distinguishing whether nucleation occurred by homogeneous or heterogeneous conditions [98]. 
Couzen et al. [113] reported a lesser cavitation pressure threshold of 0.861 MPa for ordinary tap–
water compared to 1.01 MPa for a purer sample of deionized water. 
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Similar to homogeneous cavitation, the free energy associated with heterogeneous 
nucleation can be determined by [114, 115]: 
∗ Equation 6
where the function  reduces the homogenous cavitation free energy ( ) and given by: 
1
4
∗ 2 cos ∗ 1 Equation 7
The free energy for homogeneous cavitation assumes spherical nuclei, whereas in heterogeneous 
cavitation the nuclei are non–spherical. Equation 7 takes into account the non–spherical geometry 
using the contact angle that effectively lowers the energy required for growth (Figure 11). The 
contact angle can range from 0° to 180°, where for 180° 1 full wetting of the surface 
occurs yielding homogeneous nucleation, and for 0° 0 no wetting of the surface occurs 
yielding no barrier for nucleation at the surface. Given the same fluid parameters, the free energy 
for heterogeneous nucleation is lesser than that for homogeneous nucleation demonstrating the 
favourability of heterogeneous cavitation (Figure 12). 
 




Figure 12. Free energy comparison of homogeneous cavitation versus heterogeneous cavitation  
2.4 Brief Overview of Bubble Dynamics 
The growth of cavitation bubbles can be categorized as either stable or transient. Stable 
growth occurs through a slow process of net inward diffusion of gas known as rectified diffusion. 
This type of growth can be observed in acoustic methods (§ 3.1.1) that show slow growth and 
partial collapse of the bubble due to the periodic acoustic waves. Transient growth occurs within 
a short duration, such as from dynamic pressure, resulting in rapid growth and violent collapse. 
For transient growth, the cycle of growth and collapse occurs faster than the diffusion of gases into 
the bubble resulting in near vacuum pressures within the bubble [116]. Bubble growth as a result 
of diffusion is termed degassing or gaseous cavitation, whereas when induced by dynamic pressure 
it is termed vaporous cavitation [100]. Since the collapse of bubbles are implosive, the severity of 
the implosion decreases with increasing vapour content, which acts as cushioning [100]. For the 
motivation of this thesis, only cavitation with transient growth induced by dynamic pressures will 
be discussed hereafter. 
The collapse of transient bubbles can be categorized into 2 types, spherical and non–
spherical collapse [101]. Spherical collapse is associated with the symmetrical compression of the 
bubble walls from evenly distributed pressure. Due to the complex behavior of cavitation bubbles 
in experiments, estimates of collapse pressures have been made ranging from low pressures due to 
air content providing cushioning during collapse, to large pressures in the order of 1–10 GPa. The 
scatter of predicted values are the result of the different analytical models used and treatment of 
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the vapour within the bubble. Non–spherical collapse is associated with a pressure gradient 
resulting in a violent asymmetrical collapse producing jets of fluid (micro–jets). Micro–jets can 
produce large localized pressures that can damage boundary materials (Figure 13). This type of 
damage is observed in erosion applications [99] and is used advantageously in biological therapy 
applications [87, 117–120]. The fluid surface tension is important to the dynamics of bubble 
collapse. An increase in surface tension tends to increase the rate of collapse, and viscous and 
compressibility effects tend to reduce the maximum attainable collapse pressure [101]. 
 
Figure 13. Demonstration of boundary damage as a result of non–spherical cavitation bubble collapse 
producing micro–jets (Figure adapted from [100]) 
2.5 Chapter Summary 
In summary, cavitation is the generation of stable or transient vapour bubbles as a result of 
a drop in fluid pressure of constant temperature, where transient cavitation is the result of dynamic 
changes in pressure. The initiation of cavitation can occur through homogeneous and 
heterogeneous nucleation. Homogeneous nucleation occurs from a cavity, presumed to result from 
random molecular motion, exceeding a critical nucleus radius resulting in fluid rupture. 
Heterogeneous nucleation occurs from existing weaknesses in the fluid such as solid boundary 
interfaces, suspended particles, and dissolved gases. The fluid tensile strength is obtained from 
homogeneous cavitation; however, weaknesses in the fluid require far less tension to generate 
rupture, and therefore, heterogeneous cavitation is more apparent in application. Heterogeneous 
cavitation creates challenges in determining fluid tensile strengths because experimental values 
measured are far less than theoretical values, specifically with water samples. 
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There is a large scatter in reported cavitation pressure thresholds for water that vary due to 
differences in experimental methods, rate of loading, temperature, fluid purity, and container 
surface roughness. There is also a scatter of predicted bubble collapse pressures that vary due to 
differences in analytical methods and treatment of the vapour within the bubble. It has been 
experimentally demonstrated that transient cavitation bubble collapse produces large localized 
pressures that can damage boundary materials through the creation of micro–jets. 
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 Experimental Methods to Generate Cavitation 
3.1 Experimental Cavitation Test Methods 
There are many methods in the literature that can generate fluid cavitation, but only 
dynamic methods applicable to blast exposure will be discussed. The dynamic methods for 
generating fluid cavitation discussed are the Tube–Arrest (T–A), Bullet–Piston (B–P), and Fluid–
Hopkinson bar (F–Hb). The well–developed acoustic method will also be briefly discussed for 
noteworthy reasons and its limitations regarding the goal of this thesis (§ 4.1). The limitations of 
the dynamic methods will also be discussed at the end of this subsection. 
3.1.1 Acoustic Method 
While the acoustic method is not a dynamic method, it is worth briefly discussing its ability 
of generating fluid cavitation because many studies exist and provide relatively consistent results 
in the biological [87, 117–120] and erosion applications [99, 108, 121–124]. The acoustic method 
uses periodic high frequency acoustic waves to subject fluid through cycles of compression and 
tension as a result of its positive and negative phases, respectively [124]. When the amplitude of 
the acoustic wave is sufficiently high, cavitation bubbles are generated and grow at the negative–
half of the cycle and partially collapse during the positive–half. As a result of the cycles imposed 
on the bubbles, they undergo asymmetric growth and collapse. That is, the rate of diffusion of 
dissolved gases into the bubbles is greater than the rate of diffusion of gases out of the bubbles 
[108, 116, 125–127]. This mechanism of rectified diffusion implies that the periodic waves 
encourage diffusion of gases into the bubbles and effectively reduces the observed fluid tensile 
strength and limiting its use; therefore, it will not be discussed in more detail because it is not 
relevant to the goal of this thesis. 
3.1.2 Tube–Arrest Method 
The T–A method of producing cavitation uses a tube semi–filled with a column of fluid, 
which is given an upward velocity by use of springs attached to the tube [124]. The tube is 
displaced an initial distance and then suddenly released resulting in the upward velocity before 
being arrested by a fixed stop. After impact, the fluid tends its upward motion generating a tensile 
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pulse that propagates downwards from its free–surface. Varying the imposed velocity on the tube 
affects the amplitude of the generated tensile pulse. When the pulse reaches the base of the tube, 
cavitation is captured by use of high–speed imaging. Methods of fluid pressure measurement 
varied throughout the development of the apparatus beginning with indirect measurements outside 
the tube to direct measurements at the base of the tube. 
Chesterman [128] performed tests with this method using a 1000 mm length glass tube 
with an internal diameter of 11.5 mm. The tube was mounted vertically such that it could be moved 
a maximum vertical distance of approximately 50 mm. Rubber–tensioned supports were connected 
to the side of the tube such that, when the tube was pulled down and suddenly released, it would 
rise and become arrested by the buffer resulting in cavitation at the base of the fluid. At rest, the 
tube was against a fixed rubber buffer preventing its upward motion (Figure 14). The velocity of 
the tube at the instant of impact was varied from 2 to 6 m/s, and the initial static fluid pressure at 
the base was varied by changing the height of the fluid. In some experiments, Chesterman used a 
Perspex tube with an internal section of 15 x 15 mm to overcome optical distortion of cavitation. 
Chesterman did not directly measure the fluid pressure at which cavitation was generated, but 
instead used this method to study the effects of surface tension on the growth and collapse cycles 
of cavitation with varying initial static pressures. Pressure values were indirectly measured using 
a hydrophone in a surrounding water tank at a distance of 50 mm; however, Chesterman reported 




Figure 14. Tube–Arrest apparatus schematic used by Chesterman showing the tube filled with a column of 
fluid inside a surrounding water tank (Figure adapted from [128]) 
Hansson et al. [129] used a similar method; however, the impact was the result of a moving 
mass rather than the moving tube. A flat–bottomed Plexiglass tube having an internal section of 
18 x 12 mm was filled with fluid, mounted vertically, and supported by springs. Impact of a mass 
at the upper–end caused a downward acceleration of the tube producing a tensile pulse at the base 
of the fluid column. Hansson reported that for a water column of 180 mm height, a peak negative 
acceleration of 1.59x104 m/s2 with a duration of 0.20 ms produced a cluster of cavitation bubbles 
at the base. Hansson calculated the fluid pressures using measurements from an accelerometer 
mounted at the base of the tube. 
Overton et al. [111] further developed the T–A method by using a 1000 mm glass tube with 
an internal diameter of 24 mm and a thickness of 3 mm, containing a fluid column of 50 mm. This 
tube was also mounted vertically, supported by two springs, and had fixed Tufnol stops. Overton 
mounted a piezoelectric transducer in a cylindrical rubber block forming the base of the tube. 
Figure 15 shows pressure measurements reported for typical non–cavitating and cavitating 
conditions. Overton reported effects of stressing frequency on cavitation pressure thresholds for 
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carbon tetrachloride, kerosene, fuel, deionized water, glycerol solution, tap–water, engine 
lubricating oil, and invert emulsion. 
 
Figure 15. Typical T–A method pressure measurements for non–cavitating (a), and cavitating conditions (b) 
reported by Overton (Figure adapted from [111]) 
Williams et al. [124, 130–134] further developed the reliability and repeatability of the T–
A method with an improved apparatus consisting of a cylindrical polycarbonate tube with a length 
of 1000 mm and an internal diameter of 21 mm [131]. The tube was mounted vertically and 
supported by three adjustable springs. To measure fluid pressures, two pressure transducers were 
flush–mounted in the sidewalls of the tube and one mounted on a nylon block forming the base of 
the tube. The transducers measured more detail of the propagating pressure pulses because of the 
greater sampling rates used compared with previous works. Williams performed tests with 
‘nuclear–grade’ deionized water from a two–stage reverse–osmosis ion–exchange purification 
system at 20 °C reporting agreement of the cavitation pressure threshold measured with nucleation 
theory [134]. 
Overton et al [111] reported an increase in cavitation pressure threshold with increasing 
sample purity and after degassing the samples (Table 4). Williams et al [134] reported thresholds 
two orders of magnitude greater for ultra–pure ‘nuclear–grade’ deionized water samples. 
Table 4. Measured pressures at which cavitation was observed for differing water samples tested using the T–
A method 
Fresh tap–water –0.0871 MPa (saturated) [111] –0.178 MPa (degassed) [111] 
Deionized water –0.0952 MPa (saturated) [111] –0.187 MPa (degassed) [111] 





~ –56.6 to –70.2 MPa [134] 
 
3.1.3 Bullet–Piston Method 
The B–P method of generating fluid cavitation uses the tensile reflection of a generated 
compressive pressure pulse to produce negative pressure in the fluid [124]. A compressive pulse 
is generated at the base of a fluid column and propagated upwards toward the free–surface of the 
fluid open to the atmosphere. The compressive pulse reflects at the free–surface as a tensile pulse 
due to the lesser acoustic impedance of the air compared to the fluid (§ 3.2.1). This tensile pulse 
then propagates down the fluid column producing negative pressure. Multiple pressure transducers 
mounted at differing heights on a vertical tube containing the fluid measure the propagating pulses. 
As the tensile pulse increases with the increasing compressive pulse, the measured tensile peaks 
begin to ‘plateau’ due to the occurrence of cavitation at the free–surface. This plateau is the 
apparent cavitation pressure threshold and is reported as the maximum amount of tension the fluid 
can withstand at the fluid–atmosphere interface at the given tests conditions. 
Couzen [135] performed experiments using the B–P method by propagating a compressive 
pulse upwards a vertical column of fluid and producing a tensile pulse reflection at the free–
surface. The fluid was contained in a vertically mounted cylindrical stainless steel tube with its 
upper–end open to the atmosphere and its lower–end closed by a stainless steel piston (Figure 16a). 
The piston at the lower–end was machined such that it would have sliding fit without fluid leakage. 
The tube had an external and internal diameter of 31.5 mm and 25.4 mm, respectively, and 
consisted of two parts of 1200 mm and 20 mm lengths joined together by a flange joint. The 
compressive pulse was generated by impact of a bullet from a 0.22” caliber rifle mounted beneath 
the piston. The general shape of the generated pulses had a rapid rise with a rise time of 
approximately 50 µs and a gradual decay over a few hundred microseconds (Figure 16b). Two 
piezoelectric transducers mounted at different points of the tube measured the pulse propagation 
with an estimated recording accuracy of ±2%. The tests subjected fluids to increasing compressive 
pulses, and recorded the peak values of the tensile pulse reflection. As Couzen increased the input 
pulse, the peak values of the tensile pulse reflection also increased until reaching a constant limit 
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demonstrating the apparent cavitation pressure threshold (Figure 16c). Couzen performed tests on 
tap–water, boiled water, and boiled deionized water [113], along with silicon fluids of various 
viscosities; and similarly, Bull [136] performed tests on syrup, glycerol, and olive oil reporting 
relationship of cavitation pressure threshold with viscosity.  
 
Figure 16. (a) B–P apparatus schematic; (b) Typical compressive pulse generated; (c) Constant tensile pulse 
(T) measured with increasing compressive pulse (P) representing the fluid cavitation pressure threshold 
(Figure adapted from [135]) 
Sedgewick et al. [112] performed studies using this method with 1400 mm long tube of 
internal and external diameters of 25.4 mm and 32.0 mm, respectively. The studies showed that 
deionizing and boiling tap–water increased its cavitation pressure threshold. The effect of 
temperature was also studied showing that the cavitation pressure threshold peaked at 
approximately 4 °C, corresponding to the temperature at which the density of water is at its 
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greatest. Another study performed by Sedgewick et al. [137] tested water with polyacrylamide 
additives and reported decreasing cavitation pressure threshold with increasing viscosity, opposite 
of that reported by Couzen [135] and Bull [136]. 
Overton et al. [138] performed a study of the B–P method focusing on the characteristic of 
the generated compressive pressure pulse in the loading piston. Overton found that upon reaching 
the fluid, a portion of the compressive pulse was transmitted upward through the fluid while the 
balance was reflected downward as a tensile pulse in the piston. Upon reaching the base of the 
piston, the tensile pulse was reflected upward towards the fluid as a compressive pulse, completing 
a cycle. This produced a number of successive compressive pulses with decreasing amplitude in 
the fluid, which generated the compressive pulse shape (Figure 16b) as a result of superposition. 
It was concluded that the compressive pulse duration increases with increasing piston length. 
Overton et al. [139] also performed a study focusing on the bullet and its effect on the stress–rate 
showing that stress–rate and the cavitation pressure threshold increases with increasing bullet 
momentum. Additionally, Overton studied the attenuation of the pulses concluding that attenuation 
effects were less pronounced at greater bullet momentums. 
Williams et al. [140, 141], performed studies on resolving issues of anomalously low 
cavitation pressure thresholds measured using the B–P method versus other methods. Williams 
used an improved B–P apparatus with a vertically mounted stainless steel tube having a length of 
1400 mm, an internal diameter of 24.3 mm, and a steel piston inserted at the lower–end. A 0.25” 
caliber bolt stun–gun replaced the rifle of the previous B–P apparatus providing impact from a bolt 
rather than a bullet. Tests were performed on ‘nuclear–grade’ deionized water at 20 °C using 
transducers with shorter rise–times of 1 μm and greater sampling rate (10 MHz) compared to 
previous works (~10 kHz). Williams concluded that the discrepancies between the low cavitation 
pressure thresholds reported by previous studies using the B–P method and those reported from 
other non–dynamic methods were the result of deficiencies in the techniques of recording dynamic 
tensions. Using this improved apparatus Williams performed tests on degassed and deionized 
water, and silicone oils of various viscosities [109, 140, 141]. 
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Similar to the trends observed with the T–A method, studies using the B–P method 
demonstrated that the cavitation pressure threshold increases with increasing sample purity (Table 
5). 
Table 5. Measured pressures at which cavitation was observed for differing water samples tested using the B–
P method 
Ordinary tap–water –0.861 MPa [113] –0.912 MPa [112] 
Deionized water –1.01 MPa [112] 
Boiled water –0.912 MPa [113] –1.17 MPa [112] 
Boiled deionized water –1.52 MPa [113] –1.47 MPa [112] 
‘Nuclear–grade’ deionized 
water 
~ –4.5 to –13.0 MPa [140] 
 
3.1.4 Fluid–Hopkinson Bar Method 
The Fluid–Hopkinson bar (F–Hb) method of producing fluid cavitation uses a tensile pulse 
reflection of a generated compressive pulse resulting from a projectile impact; similar to the B–P 
method. The generated compressive pulse travels upwards a piston called the loading rod and 
through a fluid column confined in a tube. Upon reaching the free–surface of the fluid, the 
compressive pulse reflects in tension, and generates cavitation following the same plateauing 
principle described for the B–P method. 
Kenner [142] developed this method using an apparatus consisting of a stainless steel tube 
with a length of 910 mm and an internal and external diameter of 25.4 mm and 38.1 mm, 
respectively (Figure 17). A loading rod with a length and diameter of 610 mm and 25.4 mm, 
respectively, was inserted at the base of the tube with a rubber o–ring to provide a leak–free seal. 
The tube was filled with fluid with the top exposed to the atmosphere. The tube and loading rod 
were mounted vertically using rubber clamps, and an air gun, mounted below the loading rod, 
propelled a steel sphere at the base of the rod to generate the compressive pressure pulse. Strain 
gauges were mounted onto the loading rod to measure the propagating pulses and two piezoelectric 
pressure transducers were flush–mounted to the inner surface of the tube. Kenner was able to 
generate compressive pulses with a duration ranging from 70–560 μs using an acrylic rod, and 
durations as short as 30 μs using an aluminum rod. Kenner measured the cavitation pressure 
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thresholds of water [142], ethyl alcohol, glycerin [103], and fresh human blood [102]. To reduce 
the variability of the apparatus, Kenner sealed the upper–end of the tube and used a vacuum pump 
to expedite the dissipation of air bubbles in the fluids before testing [102]. Kenner reported 
negative cavitation pressure thresholds of 2.96 MPa [142] and 3.09 MPa [102] for degassed water. 
 
Figure 17. F–Hb apparatus schematic used by Kenner (Figure adapted from [142]) 
3.1.5 Limitations of Dynamic Methods 
There is a large scatter in reported cavitation pressure thresholds for water that vary due to 
differences in experimental methods, rate of loading, temperature, purity, and surface roughness 
of the container [122]. Studies from the literature demonstrated that the T–A method is effective 
in studying the dynamics of cavitation cluster growth and collapse of fluids, whereas both the B–
P and F–Hb methods are effective in determining the maximum tension a fluid can withstand for 
their given systems. The limitations of the methods discussed above with respect to the goal of this 
thesis are as follows: (1) the lack of loading adjustment, (2) the large fluid volume requirements, 
and (3) the lack of a greater impedance boundary fully surrounding the fluid. 
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A considerable disadvantage recognized from the T–A and B–P methods is the process of 
varying the shape and duration of the incident pulses generated. Considering the T–A method, the 
impact velocities were generally reported as the driving parameters rather than stress or pressure. 
Different materials and geometry of tubes were used between studies; therefore, tensile pulses 
generated by the reported impact velocities are unique between the different apparatuses. The T–
A method does not provide a solution for varying the incident wave duration and a great deal of 
the apparatus would require modification to solve this issue. Considering the B–P method, varying 
the incident compressive pulse would require different combinations of piston rod lengths and 
bullet masses increasing the workload during testing [138]. Additionally, varying the pulse 
duration would create multi–dimensional challenges in wave analysis due to the short piston rod 
lengths. The piston rod lengths reported by Overton [138, 139] varied from 2 to 11 cm in length. 
To achieve uniform pressure and displacement across the cross section of a bar, requires that the 
bar length be 4 times greater than its diameter (§ 3.2). Therefore, producing short duration pulses 
would require shorter piston lengths resulting in non–uniform pulses and increasing the complexity 
of wave analysis. It should be noted that Williams [109] reported a different process of varying 
the input of the B–P method by increasing static pressure above the fluid column; however, this 
process relates to the third limitation of the methods, which is the lack of a greater impedance 
boundary enclosing the fluid and will be discussed further below. Alternatively, the F–Hb method 
provides a simple solution of varying loading by use of differing striker types and geometry [143–
148]. Due to the great length of the incident bar, the F–Hb method generates the incident pulse 
entirely within the bar before propagating into the fluid, whereas the B–P method generates the 
pulse in the fluid from successive pulses. Generating the pulse entirely within the bar provides 
time for the pulse to become uniform across the cross section of the bar effectively producing one–
dimensional wave propagation. 
Another disadvantage with the methods presented is the large fluid volume required for 
each test. The B–P and F–Hb methods used columns of fluid with a typical diameter of 25.4 mm 
and reported heights of at least 400 mm. The large height of the fluid column was used to ensure 
that the reflected wave produced at the free–surface would not overlap with the compressive pulse 
at the transducer locations [112, 138, 141]. The T–A method had the shortest fluid column height 
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reported of 200 mm with a diameter of 21 mm resulting in ~70 ml of fluid required, which for 
some fluids such as CSF would be challenging to obtain [131].  
Lastly, the motivation for studying cavitation resulting from head blast exposure requires 
that similar boundary conditions be satisfied; specifically at the contre–coup where negative 
pressure is observed and cavitation may occur. Therefore, it is necessary to consider a boundary 
with greater acoustic impedance than the fluid (like cranial bones in relation with CSF) when 
measuring the cavitation pressure threshold from blast loading. Both the B–P and F–Hb methods 
have been developed such that a tensile pressure pulse is produced at an open fluid–atmosphere 
interface at the top of the fluid column (contre–coup). Additionally, if a solid boundary was added, 
the vertical orientation of the system would create challenges in ensuring that no entrapment of air 
occurs at the interface during filling. On the other hand, the T–A method provides a high 
impedance boundary at the base of the tube (contre–coup) by way of a rubber cylinder; however, 
the seal could harbor nucleation sites (§ 2.3) or result in air leakage during high magnitude insults, 
which would effectively reduce the measured cavitation pressure threshold. 
Of the dynamic methods presented, the F–Hb was recognized as the least limited method 
as it provides a solution for the significant loading limitation recognized for both the T–A and B–
P methods. The following section discusses a preliminary investigation into resolving the 
remaining two limitations of the F–Hb method: (1) requiring a large fluid volume, and (2) lacking 
a high impedance boundary enclosing the fluid. 
3.1.6 Preliminary Investigation of Novel Dynamic Method 
A preliminary investigation was performed by Singh et al. [95] to resolve the two 
remaining limitations recognized for the F–Hb method by use of a traditional Split Hopkinson 
Pressure Bar (SHPB) apparatus (§ 3.2) with a cylindrical confinement chamber. The apparatus 
consisted of cylindrical aluminum incident and transmitter bars, and a hollow striker tube replacing 
the traditional striker bar (Figure 18). Both the incident and transmitter bars were of 2438 mm in 
length and 24.5 mm in diameter, and the striker tube had a length of 37 mm and an external and 
internal diameter of 38.1 mm and 25.4 mm, respectively. The fluid was held inside an acrylic 
(Polymethyl methacrylate, PMMA) chamber tube placed around the incident and transmitter bar–
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ends using rubber o–rings. The chamber had a length of 109 mm and an internal and external 
diameter of 26 mm and 88.9 mm, respectively; reducing the fluid volume required and resolved 
the first remaining limitation of the F–Hb method. 
The striker tube was concentric with the incident bar and accelerated toward an aluminum 
anvil, affixed to the incident bar, by the use of bungee cords. Impact of the striker tube and anvil 
generated a tensile pulse (incident wave, σI(1)) that propagated down the incident bar, through the 
fluid in the chamber (σI(2)), and into the transmitter bar (σT) (Figure 19). Strain gauges mounted 
onto the midpoints of the incident and transmitter bars were used to measure the propagating 
pulses. The principle of constructive superposition was utilized in this apparatus by using the high 
impedance of the transmitter bar to produce a tensile reflection (reflected wave, σR) that, when 
superimposed with the trailing–end of the incident wave at the fluid–transmitter bar interface, 
generated cavitation (§ 3.2.1). Using the greater impedance of the transmitter bar compared with 
the water as a boundary resolved the last remaining limitation of the F–Hb method. Measurements 
of the fluid pressure changes were not taken directly; however, the upper bound negative pressure 
produced from the constructive superposition was calculated using SHPB theory equations 
(Equation 18 and Equation 19) (§ 3.2) using measured incident strain. 
 




Figure 19. Wave propagation between the incident bar, transmitter bar, and confinement chamber 
containing distilled water 
Singh performed a test with distilled water, and generated cavitation with a calculated 
upper bound negative pressure of 1.02 MPa using a tensile incident wave of 3.4 MPa (Figure 20). 
Although resolving the limitations of the F–Hb method, new limitations for this apparatus were 
recognized. (1) Cavitation was unavoidable; the bungee cords used to propel the striker required a 
minimum tension and was limited in that cavitation was generated for the minimum impact 
velocity. (2) The chamber seal was too compliant; the compliance of the o–rings used to hold the 
chamber onto the bars allowed air to leak into the chamber during tests yielding results 
indistinguishable between cavitating and non–cavitating events. (3) The lack of direct 
measurement and fluid pressure validation; the reported negative fluid pressure were calculated 
using SHPB theory equations that did not incorporate cavitating dynamics. For this reason, the 
calculated negative fluid pressure was considered as the upper bound of the experimental 
conditions; however, it was assumed that the water in the experiments due to the observed 
cavitation did not sustain such negative pressure. With the presented limitations, a cavitation 
pressure threshold could not be measured for distilled water using this apparatus. However, Singh 
demonstrated the efficacy of generating fluid cavitation using a traditional SHPB with the addition 
of a confinement chamber. The apparatus used in this preliminary investigation was considered as 
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the Tensile Split Hopkinson Pressure Bar (T–SHPB–1) and was the first iteration of the final 
apparatus presented in this thesis. Prior to presenting the design and development of the final 
apparatus, some background information will be discussed relating to the traditional SHPB 
apparatus (§ 3.2) and the experimental diagnostics used in the development of the final apparatus 
(§ 3.3). 
 
Figure 20. Cavitation generated in distilled water using the traditional SHPB apparatus 
3.2 Review of Traditional SHPB Theory 
The SHPB apparatus is a prominent technique for testing materials that require high strain–
rate and high deformations such as in the field of blast exposure. A two bar system having the 
same diameter and material with a cylindrical sample between the two bars (Figure 21) was 
initially developed by Kolsky in 1948 and is commonly known as the SHPB but also known as the 
Kolsky Bar [149, 150]. In Kolsky’s setup, a cylindrical condenser microphone was used on the 
incident bar, instead of strain gauges, to determine the amplitude of the pressure pulses propagating 
in the incident bar. A condenser microphone was also used on the end of the transmitter bar to 
determine the displacement of its free–end, which was used to calculate the pressures occurring in 
the sample. A detonation was used to produce a pressure pulse in the incident bar, which would 
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later be replaced with a striker bar of the same material and diameter as the incident and transmitter 
bars. An anvil bar made of a harder material than the incident bar was placed between the 
detonation and incident bar in order to protect the incident bar from damage.  
 
Figure 21. Kolsky bar apparatus schematic 
The SHPB works on the basic principle of wave propagation. The traditional SHPB 
consists of metallic bars impacted by a striker bar to generate an elastic pressure pulse. After 
impact of the striker on the incident bar, an elastic pulse propagates down the incident bar, through 
the sample, and into the transmitter bar. The elastic pulse propagation velocity is dependent on the 
material properties of the bars whereas the pulse amplitude also depends on the striker impact 
velocity. The pulse travels at a specific velocity known as the wave speed ( ). In an elastic SHPB 
the elastic wave speed is dependent on the bar material density ( ) and elastic modulus ( ), 
and can be calculated by [150, 151]: 
Equation 8
The pulse produced in the incident bar is known as the incident wave and has a period or duration 
( ) that is twice the time required for one transit of the striker bar length ( ), calculated by: 
2
Equation 9
The duration of the incident wave corresponds to the compressive pulse, produced at the impact 
interface, propagating to the free–end of the striker bar, and back towards the impact interface as 
a tensile pulse. Upon reaching the interface, the bars separate and force is no longer applied to the 
incident bar. The stress amplitude of the incident wave ( ) can be related to the striker impact 






When the incident wave ( ) reaches the sample, a portion of the wave is reflected back 
towards the striker–end (reflected wave, ), and the balance of the wave is transmitted through 
the sample and into the transmitter bar (transmitted wave, ). Therefore, ideally, the sum of the 
transmitted and reflected wave magnitudes is equal to the incident wave given by: 
Equation 11
where the negative sign addresses the opposite sense of the reflected wave (§ 3.2.1). The strain of 
the test sample is calculated using velocities of the incident and transmitter bar interfaces in contact 
with the sample. The interface velocities of the incident ( ) and transmitter ( ) bars can be 
calculated using their respective strains measured at the strain gauge stations: 
Equation 12
Equation 13
Combining the equations above, and using the definition of strain–rate as the difference in interface 
velocities over the original sample length ( ), results in a sample with the strain–rate ( ) and 
strain ( ) given by: 
Equation 14
2 Equation 15
The stress occurring in the sample can be obtained knowing the elastic property of the bars and 
the dimensions of the sample. The stress occurring in the sample ( ) is the sum of the stresses 
applied as a result of the two bars (Equation 16); where  is the stress amplitude of the transmitted 
wave. It can be expanded by relating the stresses with the strains due to the elastic property of the 






The analysis presented above are intended for an elastic SHPB apparatus and make the four 
assumptions described by Davies [152]: (1) the bars must remain elastic through the entire test; 
(2) no attenuation or dispersion of the waves should occur; (3) the waves are uniform throughout 
the cross section of the bar; and (4) the sample must remain in equilibrium throughout the test. 
Assumption 1 requires that elastic bars are used and their yield strengths are not exceeded. 
Assumption 2 requires that the measured data collected at the bar mid–points (typical location of 
strain gauges) are also valid at their interfaces after propagation. Assumption 3 requires that the 
pressure and displacement across the cross section of the bars are uniform such that, the one–
dimensional wave equations used in the analysis are valid. Davies suggests the incident wave 
wavelength be longer than the bar lengths to avoid distortion, and the bar lengths be at least 4 times 
greater than its diameter to produce a uniformly distributed wave [152]. The first 3 assumptions 
can be easily satisfied using long metallic bars. Assumption 4 requires that the forces at the incident 
bar–sample and transmitter bar–sample interfaces are equal over time. Davies suggest that 3–5 
wave reflections occur within the sample over the rise time of the incident wave to produce 
equilibrium in the sample [152]. 
3.2.1 Wave reflection and Impedance 
Waves travelling throughout the bars of the SHPB apparatus are the result of acoustic flow 
of pressure generated by the impact of the striker with the incident bar. The pressure travels 
throughout the bars perpendicular to the source as a result of displaced atoms displacing their 
neighboring atoms (Figure 22). The pressure wave travels at the acoustic wave speed of the bar 





Figure 22. Compressive pressure wave propagation from A to B resulting in atomic displacement 
An important principle in adjusting and predicting wave propagation characteristics is 
acoustic impedance. The acoustic impedance of a material is the resistance of that material with 
respect to acoustic pressure flow and can be calculated by multiplying its density (ρ) and acoustic 
wave speed (Co). Modifying the bar impedances in the SHPB allows the user to adjust the 
amplitudes and senses of the propagating waves. For an ideal one–dimensional wave propagation 
in cylindrical bars, where the interface between material 1 and material 2 are perpendicular to the 
incident wave path, an incident wave from material 1 entering material 2 produces reflected and 







Equation 18 demonstrates how the sense of the reflected wave can be changed through the 
principles of impedance differences. An incident wave entering a lower impedance material from 
a higher impedance material reflects as the opposite sense, and an incident wave entering a higher 
impedance material from a lower impedance material reflects in the same sense (Figure 23). This 
is evident when a compressive pulse is applied to one end of an aluminum bar with its surfaces 
exposed to the atmosphere. The compressive pulse propagates towards the opposite bar–end, 
displacing the bar–end forward, and reflecting as a tensile pulse as a result of the lesser impedance 
of the air compared to the aluminum. This tensile pulse then travels towards the impacted end, 
displacing it forward, and reflecting back as a compressive pulse as a result of the same impedance 
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difference with the air. The sequence of reflections at both ends of the bar drives the bar forward 
at a speed limited by the acoustic velocity of aluminum and length of the bar. The opposite would 
be seen if the non–impacted end of the bar was in contact with a steel bar of the same diameter. 
The compressive pulse would reflect at the contact interface in the same sense, due to the lesser 
impedance of the aluminum compared with the steel and effectively cause the aluminum bar to 
rebound away from the steel bar. 
 
Figure 23. Effect of impedances difference between two materials on the reflected and transmitted waves 
3.2.2 Wave Attenuation and Dispersion 
A traditional SHPB apparatus used for material testing often utilizes metallic bars that are 
elastic throughout the impact to simplify analysis and interpretation of the data. As previously 
discussed, Davies suggested that uniform one–dimensional elastic waves with negligible 
dispersion or attenuation should be generated. Dispersion and attenuation relates to the duration 
increase and amplitude decrease of a wave as it propagates through a material, respectively (Figure 
24). Generally, dispersion and attenuation occur together and are the result of material and 
geometric properties. Dispersion and attenuation can be observed in polymeric SHPB systems that 
use viscoelastic polymeric bars. Polymeric SHPB apparatuses are often used for testing softer 
materials such as foams and biomaterials due to better impedance matching and longer rise times 
compared to metallic bars.  
Examples of recorded incident bar strains for elastic and viscoelastic bars with free–end 
conditions are compared to demonstrate the effects of the attenuation and dispersion (Figure 25). 
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In the viscoelastic bar, the reflected wave decreases in magnitude and changes in shape, whereas 
in the elastic bar the changes of the rectangular waves are negligible. The presence of attenuation 
and dispersion make analysis of the loading more challenging as the waves measured from the 
strain gauges must be attenuated to the bar–sample interfaces before Equation 12 and Equation 13 
can be valid. Analysis of wave propagation in a polymeric SHPB apparatus requires deconstruction 
of the wave into its components. In a non–dispersive system, such as in an elastic material, each 
component of the wave travels at the same velocity and their peaks remain at the same distance 
relative from one another during propagation, resulting in an unchanged overall elastic wave shape. 
In a dispersive system, such as in a viscoelastic material, each component has different velocities 
and changing phase shift. Therefore, the relative distances of the peaks also change, resulting in a 
change in overall viscoelastic wave shape.  
 
Figure 24. (a) Effect of attenuation and dispersion on amplitude and duration, respectively; (b) Attenuation 
and dispersion on measured data 
 
Figure 25. (a) Elastic aluminum incident bar signal with free–end conditions; (b) Viscoelastic acrylic incident 
bar signal with free–end conditions 
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The key to analyzing dispersion and attenuation is to separate the wave of interest into its 
components. A Fourier series can be used to represent a complex periodic wave through the sum 
of simple sinusoidal functions of harmonically related frequencies [153]: 
cos sin Equation 20
where  is called the fundamental frequency, and , , and  are coefficients related to 
amplitude. A periodic rectangular wave can be constructed through the summation of cosine waves 
such that accuracy of replication increases with increased cosine terms, where the individual cosine 
waves are identified as the components of the rectangular wave (Figure 26a–c). The amplitude and 
phase angle of each component of the wave in both the time and frequency domain are important 
for wave characterization (Figure 26d–e). For aperiodic waves, such as those measured from a 
SHPB test, a Fourier transform pair exists in which the signal in the time domain can be 
transformed into the frequency domain and back. The Fourier transform for transforming an 
aperiodic function in the time domain ( ) into the frequency domain ( ) is given by: 
Equation 21
whereas the inverse Fourier transform for transoforming the function in the frequency domain into 




The infinite limits represent the infinite period of an aperiodic signal in that it never repeats. 
However, the wave function  is often unknown, and instead, a discretized signal is measured. 
For such a case, the Discrete Fourier Transform (DFT) pair exists in which a signal in the time 
domain divided into N equally spaced samples ( ) can be transform into the frequency domain 
using ( ): 
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0 1 Equation 23
and back into the time domain using the inverse DFT: 
1
0 1 Equation 24
 
Figure 26. (a–c) Addition of cosine terms to previous approximations (black) resulting in a better 
approximation of the rectangular wave; (d–e) Amplitude and phase angle versus angular frequency waves for 
the cosine terms in (a–c) 
The calculation of DFT requires N2 operations and can become computationally intensive 
in large sample signals. A Fast Fourier Transform (FFT) algorithm was developed to compute DFT 
in fewer operations by exploiting the periodicity and symmetry of trigonometric functions 
resulting in approximately Nlog2N operations. Many different FFT algorithms exist each having 
similar approaches of decomposing the DFT into successively smaller DFTs. For example, 
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Equation 23 with N samples (points) can be divided into two (N/2)–points such that two DFTs are 
performed, resulting in the reduction of operations to 2*(N/2)2. If each half were halved again, and 
continues such that N/2 two–point DFTs were performed, the operations for the entire computation 
is reduced to approximately Nlog2N. 
To determine the dispersion and attenuation of a propagating linearly viscoelastic wave, 
the general solution for the one–dimensional wave equation must first be written in the frequency 
domain starting with the stress and strain relationship: 
, ̃ ,
Equation 25
where the stress and strain for a linearly viscoelastic material are related by: 
, ∗ ̃ , Equation 26




Combining Equation 25, Equation 26, and Equation 27 in terms of strain results in: 
̃ ,
̃ , 0 Equation 28
with a general solution of: 
̃ , Equation 29
which is similar to that of the general solution for the one–dimensional wave equation but in the 
frequency domain.  and  are the Fourier transforms of the strains at x=0 as the result of 
waves travelling in increasing and decreasing x direction, respectively. The propagation coefficient 




Therefore the one–dimensional strain wave measured in a system in the time domain can be 
propagated a distance by transforming it into the frequency domain and correcting for attenuation 
and dispersion using the propagation coefficient of that system. 
The propagation coefficient of a viscoelastic bar in a polymeric SHPB system can be 
obtained by performing a test with the non–impacted end of the bar having a free–end condition 
and mounting a strain gage at a known distance (d) from the free–end large enough to ensure that 
overlap of the incident and reflected waves does not occur. The normal force ( ) in the frequency 
domain at any given point on the bar is then given by: 
, Equation 31
At the free–end, the force must be become zero resulting in the above equation reducing to: 
0 Equation 32
where the incident and reflected strains are related by: 
̃  and ̃  
The one–dimensional wave displacement in the time domain can be transformed into the frequency 
domain by: 
, → , Equation 33
where  is the amplitude spectra and 	is the transfer function that determines the amount of 
phase shift and attenuation with respect to the space domain [154]. The transfer function can be 






where the negative is used to compensate for the sense of the reflected wave. The transfer function 
can be turned into its rectangular form at a given frequency to show the relationship between the 
amplitudes ( , ) and phase shift ( , ) of the incident and reflected waves with a propagation 
distance of 2d resulting in: 
Equation 35
By equating the real and imaginary parts of the transfer function, the attenuation coefficient ( ) 






This process is repeated for each frequency of a specified range to obtain the propagation 
coefficient function for that range. Therefore measured a strain wave obtained from a polymeric 
SHPB apparatus can be transformed into the frequency domain, propagated a distance using the 
propagation coefficient, and then transformed back into the time domain, resulting in a propagated 
strain wave corrected for dispersion and attenuation. A program was developed by Salisbury [155–
159] that uses the principles of spectral analysis described above to propagate measured strain data 
from a polymer SHPB system (§3.3.5). The software was validated and used in published works, 
and was used for data processing of the strain signals measured in the final apparatus presented in 
this thesis. 
3.3 Review of Experimental Diagnostics for Dynamic Cavitation Testing 
This section discusses background information relating to the principal diagnostic 
equipment used in the design and development of the final apparatus presented in this thesis. Such 
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diagnostics used for experimental measurements were strain gauges used for measuring strain 
wave propagation (§ 3.3.1), and a frame–by–frame tracking program (§ 3.3.2) and Photon Doppler 
Velocimeter (§ 3.3.4) used for measuring velocities. Additional diagnostics used were a spectral 
analysis program for processing strain measurements (§ 3.3.5), a cross–correlation analysis 
program for validating measurements (§ 3.3.6), and finite element modelling software for verifying 
dynamics (§3.3.7). 
3.3.1 Strain Gauges 
Strain gauges are sensors that are mounted onto objects and used to detect and measure 
force–related parameters of that object. There are two common types of strain gauges made from 
either foil or semiconductor material. The main advantages of foil gauges over semiconductor 
gauges are that they are less expensive and have backing that allows for easier application onto 
materials. Due to their lack of backing, special care is required when adhering semiconductor 
gauges onto materials that conduct electricity. For a uniaxial foil strain gauge, strain is measured 
in a single direction by the metallic foil arranged in a grid pattern (Figure 27a). The length of the 
active grid increases the amount of foil subjected to strain increasing its change in resistance and 
output signal [160]. Care must be taken in choosing the active grid length since increasing the 
active grid length also increases the averaging of the strain measured (Figure 28) [155, 161]. The 
active strain gauge length must be shorter than the shortest duration of the pulse of interest to 
reduce averaging error. More complex multi–directional strain gauges can also be used for 
materials that require detection of forces acting in multiple directions (Figure 27b).  
 




Figure 28. Averaging effect on peak strain measurement as a result of strain gauge size 
The relationship between the strain of the gauge ( ), its original resistance ( ), and its 
change in resistance (∆ ) is known as the gauge factor (GF): 
∆
∗ Equation 38
The gauge factor is the sensitivity of the gauge that relates the change in resistance to the change 
in strain. For metallic foil strain gauges, the gauge factor is typically around 2.0 and is normally 
calibrated and supplied by the manufacturer along with the gauges [160]. A disadvantage of foil 
gauges is their low gauge factor and requirement of voltage output amplification, whereas 
semiconductor gauges have a gauge factor of approximately 150 allowing for greater resolution 
and a greater signal–to–noise ratio. Care must be taken during the mounting process of a gauge to 
ensure that the strain in the material is accurately transferred to the gauge. The mounting process 
can affect the ability of the gauge to strain producing an effective gauge factor different from the 
calibrated gauge factor. To circumvent the effects of the mounting process, the system should be 
calibrated after mounting to determine the effective strain gauge factor. 
3.3.1.1 Wheatstone bridge 
A common circuit to measure the change in resistance of a uniaxial strain gauge is the 
Wheatstone bridge (Figure 29a). The Wheatstone bridge has a configuration of four resistor arms 
( , , , ) with an excitation voltage ( ) applied across the opposite corners of the 
configuration, and the resultant voltage output ( ) is measured across the other opposite corners. 
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Figure 29. (a) Wheatstone half–bridge configuration; (b) Strain gauge placement to eliminate bending with 
Wheatstone half–bridge 
It can be seen that if , the bridge is balanced, and the voltage output will be zero regardless 
whether  or . For simplicity, and in the case for the bars in a SHPB apparatus, two 
resistors opposite from each other ( , ) are replaced with uniaxial strain gauges with equal 
resistances, and the other two resistors ( , ), considered as ‘dummy’ resistors, are chosen to 
match the unstrained strain gauge resistances ( 	 ). This configuration is called 
a Wheatstone half–bridge and is advantageous because it reduces strain as a result of bending when 
the strain gauges are mounted at opposite sides of the bar diameter (Figure 29b). Substituting 
Equation 38 into Equation 39 for this bridge type results in the voltage output for pure uniaxial 







where Equation 40 and Equation 41 are a simplified equations neglecting the changes in strain of 
the gauges as a result of temperature, and changes in resistance of the lead wires used for the 
bridge. The elimination of bending is demonstrated with Equation 41 for a pure bending scenario 
where the dominating term is  in the numerator resulting in a very small voltage output 
( ). Therefore the bending voltage output becomes negligible compared to the uniaxial 
voltage output ( ), especially when the expected strain from bending is also very small. 
In application, the temperature of the gauges and the lead wires used in the bridge can also 
affect the resultant voltage output. The increase of temperature in the gauge can cause thermal 
expansion resulting in a thermal voltage output measurement unrelated to the test, and the use of 
long lead wires for the gauges can introduce non–negligible resistances to the bridge. Incorporating 
both the temperature (∆ , ∆ ) and lead wire ( , ) effects (Figure 30) with the 
assumptions that the effects of temperature and the lead wires on the gauges are equal, respectively 




It can be seen that if the effects of temperature and the lead wires are neglected, Equation 42 equals 
Equation 40. If bending is not expected during the experimental tests, a Wheatstone quarter–bridge 
can be used where only one resistor is replaced with a uniaxial strain gauge, and the other 3 are 
replaced with matching resistance ‘dummy’ resistors. This configuration results in the uniaxial 






2 2 ∆ 2
Equation 44
 
Figure 30. Wheatstone bridge with lead wires 
3.3.2 Pressure Transducers 
Pressure is a distributed force (F) applied perpendicular to a surface (A) and can be 
calculated by: 
Equation 45
Pressure can be measured in static or dynamic conditions. In the case of a static condition, such as 
a gas–filled balloon, the gas pressure is in equilibrium throughout the surface of the balloon with 
negligible change in pressure with respect to time. On the other hand, in a dynamic condition such 
as a water hose, measurement of pressure is dependent on the surface used due to the bulk motion 
of the fluid. For a fluid in motion, the pressure can be measured in two perpendicular directions 
resulting in the dynamic and static pressures. The dynamic and static fluid pressures are measured 
perpendicular and parallel to the fluid motion, respectively, and the sum of both pressures is known 
as the stagnation pressure (Figure 31). Dynamic pressure is also observed in fluids without bulk 
motion experiencing dynamic pressure changes through pressure wave propagation. With wave 
propagation, the dynamic and static pressures are measured perpendicular and parallel to the wave 
path, respectively. Care must be taken when measuring pressure of a motionless fluid in the 
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perpendicular direction of a propagating pressure wave because the signal measured is the 
superposition of the incident wave and reflected wave generated at the transducer diaphragm (§ 
1.1.1). 
 
Figure 31. Parallel and perpendicular surfaces used to measure static and dynamic pressure, respectively, of 
a fluid in motion 
Two common types of fluid pressure sensors for high–performance dynamic applications 
are the piezoelectric and piezoresistive strain gauge pressure sensors. Piezoelectric sensors convert 
stress into electric potential and vice versa, therefore they can measure pressure waves and 
generate pressure waves. They consist of metallized quartz or ceramic materials that accumulate 
electric charge (internal polarization) in response to mechanical stress. However, charge leakage 
occurs during stressing of the elements resulting in a decreasing signal when measuring static non–
dynamic pressures. Piezoresistive strain gauge sensors commonly consist of silicon films and have 
the same principle as strain gauges in that their resistance changes in response to mechanical stress. 
Similar to foil strain gauges (§ 3.3.1), a Wheatstone bridge can be used to increase the sensitivity 
of the measurement. Consequently, piezoresistive sensors require an external excitation voltage 
whereas piezoelectric sensors do not. With both sensors, a diaphragm is used to transfer forces and 
separate the sensor from the fluid. An advantage of piezoelectric sensors over piezoresistive 
sensors is that they are more robust. Piezoelectric sensors are stable at higher temperatures, have 
a higher natural frequency, and are linear over a wider amplitude range. In general, implementation 
of transducers using piezoresistive sensors have the advantages of being less expensive and having 
smaller dimension capabilities allowing for reduced interference as a result of its implementation 
in fluid systems.  
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3.3.3 Frame–by–frame Tracking Program 
A video analysis program (Tracker, Douglas Brown, http://physlets.org/tracker/) tracks the 
position of a feature of interest (FOI) in high–speed imaging to determine changes in position, 
velocity, and acceleration [162]. The program includes an Autotracker feature that can 
automatically track an FOI without the need to check each frame manually. Autotracking starts by 
selecting a template image of the FOI in the initial frame and a specified search boundary in which 
the program should search. Choosing a boundary reduces the computational burden by limiting 
the number of pixels the program must process. For each frame, an area the same size as the 
template is selected from within the boundary and compared to the template. A match score 
between each pixel of the selected area and template are calculated, which is inversely proportional 
to the sum of the squares of the RGB differences (Red, Green, and Blue color model values). In 
general, a low RGB difference results in a high match score. This is repeated until all pixels within 
the boundary are scored. The area with the greatest score within the boundary yields a pixel–
position (PP), which is then further compared with adjacent area scores. A sub–pixel–position 
(SPP) is obtained by interpolating the PP with adjacent positions having the greatest scores. 
The SPP score is then compared to an automark–value before automatically marking the 
FOI position in the frame. An automark–value set by the user is used as a benchmark to 
automatically accept SPP scores and maintain automation. When the SPP score is equal or greater 
than the set automark–value, a marker is placed at the SPP in the frame. In the event that the SPP 
score is lesser than the automark–value, the program prompts manual confirmation to place the 
marker at the SPP or the user to manually mark the frame. In general, the automark–value controls 
the automation by accepting or rejecting the SPP scores. 
The template for the next frame is then generated using an evolution rate percentage set by 
the user that adapts the shape and color of the template over time to compensate for visual changes 
in the video during filming. The new template, for the next frame, is generated by overlaying the 
marked SPP image overtop of the current template with an opacity percentage equal to the 
evolution rate. For the greatest accuracy in autotracking, a still–framed and high–contrast video 
without excessive visual distortion is required, and the lowest setting for the evolution rate (0%) 
and greatest automark–value (10) should be used. Lastly, the boundary is moved towards the 
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marked SPP for the next frame, and the process repeats until all frames are marked or the user 
interrupts the automation. Figure 32 shows a general flowchart of the process of autotracking. 
 
Figure 32. Flow chart of autotracking process of FOIs in high–speed imaging 
3.3.4 Photon Doppler Velocimeter 
The Photon Doppler Velocimeter (PDV) was introduced by Strand et al. [163, 164] as a 
diagnostic for measuring velocity data in high–speed experimental applications. The main 
principle of PDV analysis is determining the velocity of a moving surface using the frequency 
difference of mixed laser light signals called the beat frequency. Optical fibers are used to direct 
laser light through a probe onto a moving surface of interest, and at the same time, the probe 
collects light reflected from the moving surface and sends it back to a detector. The collected light 
becomes Doppler–shifted as a result of the moving surface, and its combination with un–shifted 
light produces a beat signal at the detector (Figure 33). The un–shifted light is provided by the 
fiber–end–face inside the probe that generates a nearly equal intensity for the un–shifted and 





where fb is the beat frequency, fd is the Doppler–shifted frequency, fo is the un–shifted frequency, 
v(t) is the surface velocity, and c is the speed of light. Since the speed of light can be related to its 
wavelength ( ) and frequency by , the velocity of the surface can be calculated with: 
2
Equation 47
where  is the wavelength of the un–shifted light.  
 
Figure 33. Measured beat frequency signal from PDV, where negative time is from pre–triggering 
In the PDV system used, an un–shifted laser light of wavelength 1550 nm was used that 
corresponds to a frequency of 193,414 GHz, and produces a beat frequency of 1.29 GHz when 
used on a 1000 m/s velocity surface. Since the system was used with the surface always moving 
towards the probe, the Doppler–shifted frequency was always greater than the un–shifted 
frequency. The disadvantage of using a 1550 nm wavelength light is that it cannot be seen by the 
unaided eye, but is advantageous because it produces lower beat frequencies for a given velocity 
compared to visible light. 
The beat frequency signal collected from an example test using a polymeric SHPB 
apparatus was digitized and a spectrogram of frequency versus time was generated (Figure 34). 
The spectrogram output was processed using a sliding Fourier transform method of analysis 
performed using MatLab (MatLab R2015a, MathWorks) (Appendix A). The first part of the 
MatLab code performs the spectrogram function on measured data with the following arguments: 
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256 points per window, an overlap of 256/2, 1024 frequency bins, and a sampling frequency of 
25.0 MHz (equal to the PDV measurement sampling rate). The window argument is the amount 
of sample points per window of the spectrogram affecting the resolution in time, where shorter 
windows resulted in greater time responses but generally noisier data, and longer windows resulted 
in a lesser time response but cleaner–looking data. The overlap argument is the number of samples 
overlapped for each window during the transform, and was used to improve visibility of events 
occurring faster than the specified window by increasing the time resolution without decreasing 
the window size. The argument for the frequency bins is the DFT length that affected the resolution 
in frequency. Lastly, the sampling rate argument is equal to the input data sampling rate and was 
used to scale the frequency axis. 
The second part of the code extracts the significant frequencies by finding the maximum 
values in the Power spectrum matrix output within a specified expected power range and obtaining 
their corresponding frequencies. This array of frequencies is then used with Equation 47 to obtain 
the velocity versus time trace (Figure 35). Generally, the velocity time plots required further 
processing as a result of unavoidable lab noise. It can be seen in Figure 34 that a line of 
approximately 6 MHz existed on top of the expected velocity profile. This line explains the 
velocity of approximately 5 mm/ms seen in Figure 35 between t = 0 and 1.3 ms. The artifacts due 
to lab noise generally occurred well before and after the rise and peak of the velocity trace resulting 
in simple corrections. 
 




Figure 35. Surface velocity versus time trace of spectrogram output shown in Figure 34 
3.3.5 Spectral Analysis Program 
A spectral analysis program [155–159] is often used with a polymeric SHPB as a way of 
processing strain gauge measurements. The program uses SHPB theory (§ 3.2) to determine the 
propagation coefficient function of a polymer bar for analysis of the propagating waves, which are 
affected by dispersion and attenuation (§ 3.2.2). The program requires bar geometry, strain gauge 
location, and calibration data (strain versus voltage relationship) of the bar within a single 
calibration file. To determine the propagation coefficient function of a single bar, a single voltage–
versus–time signal is required. The signal must be from the bar having free–end boundary 
conditions such that the full incident and reflected waves are measured without transmission or 
superposition. The measured voltage signal with free–end conditions is inputted into the program 
and are separated into the incident and reflected waves. With the calibration file and separated 
wave signals, the program can generate values of the propagation coefficient function in 
accordance with that previously discussed (§ 3.2.2) as a function of frequencies starting from 0 Hz 
to the maximum frequency determined by the sample rate of the inputted signals. Appending the 
propagation coefficient function values to the end of the file then completes the calibration file. 
The program can then be used with the completed bar calibration file on any measured 
voltage data from consequent tests to calculate strain at specific locations of the bar, and calculate 
bar–end velocity. For a material testing with a traditional SHPB apparatus having polymer incident 
and transmitter bars, the program can also be used to calculate stress–strain curves for samples 
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with known geometry [156, 157]. In the case of the using an incident and transmitter bar, two 
complete calibration files are required. 
3.3.6 Cross–correlation Analysis Program 
A cross–correlation analysis program (CORA, Partnership for Dummy Technology and 
Biomechanics, Ingolstadt Germany) is used to calculate the level of correlation between time 
histories from different tests [165, 166]. The level of correlation is described as the rating and 
ranges between 0 and 1, with 0 indicating a poor match and 1 indicating a perfect match. The rating 
is calculated using 2 separate time history signals with the first curve known as the reference signal 
and the second known as the comparison signal. The reference signal is the result of experimental 
data whereas the comparison signal is the result of numerical data. The program can perform 
correlations using both a corridor method and a cross–correlation method. In the case of the ratings 
presented in this thesis, only the cross–correlation method of analysis was performed, and therefore 
the corridor method will not be reviewed. 
The program performs rating calculations using the structure shown in Figure 36. The 
cross–correlation (CORA) rating (C) is the sum of the weighted load case ratings ( ) given by: 
∗ Equation 48
where  is the weighting of each load case such that ∑ 1. Each load case rating is the 
sum of the weighted sub–load case ratings ( ) given by: 
∗ Equation 49
where  is the weighting of each sub–load case such that ∑ 1. The total sub–load case 
rating is calculated as the sum of weighted ratings of the corridor and cross–correlation method. If 
the corridor method is not performed, the cross–correlation method is weighted as 1, resulting in 




where  is the rating of the cross–correlation method performed on the reference and comparison 
signals. 
 
Figure 36. Case structure of cross–correlation rating software 
The cross–correlation method of analysis performs comparisons of the reference and 
comparison signals using three quantification ratings of progression (V), phase shift (P), and size 
(G). The weighted sum of these three ratings is the total cross–correlation rating given by: 
3
Equation 51
where the division by 3 indicates equal weighting of each rating type. The program requires the 
input signals to have the same amount of samples (n) and both within a time range of  and 
 with a constant time interval (∆ ). The cross–correlation method begins by shifting the 
reference signal by multiples of ∆  (Figure 37) and calculating a rating using: 
∑ ∆ ∗ ∆




where x(t) is the reference signal, y(t) is the comparison signal, and m is the multiple of ∆  with 
0, 1, 1, 2, 2, …	. The maximum cross–correlation rating value (K) and its corresponding 
time shift given by: 
∆ Equation 53
are then used to calculate the progression, phase shift, and size ratings. The amount of phase 
shifting is constrained within a range of m such that the algorithm avoids confusion of comparing 
signals with repeating waveforms. 
 
Figure 37. Example of reference signal (curve) shifting in CORA software  
The progression rating describes the difference in shape of the reference signal compared 





where 0 1, and the transition between ratings from 0 to 1 is linear. 
The phase shift rating describes the amount of time shifting required for the reference 






indicating the minimum and maximum amount of shifting allowed, respectively. The phase shift 





where 0 1, and the transition between ratings from 0 to 1 is linear. 
The size rating describes the difference in area between the reference and comparison 







where 0 1, and the transition between ratings from 0 to 1 is linear. Figure 38 illustrates 
good and poor examples for each rating described above. 
 
Figure 38. Examples of good and bad progression, phase shift, and size in CORA software 
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A CORA rating can be calculated for a system by using multiple response metrics as 
different load and sub–load cases. For example, a single CORA rating can be determined for a 
SHPB system that produces strain and bar–end velocity traces for differing impact velocities. In 
this example, the sub–load cases would generate ratings for each metric (strain and bar–end 
velocity) and each load case would correspond to the differing impact velocity cases. A commonly 
used baseline for evaluating model fit in biomechanics is the following scale defined by ISO/TR 
9790 based on biofidelity of anthropomorphic test dummies [167]: 
Excellent 0.86 – 1.0 
Good 0.65 – 0.86
Fair 0.44 – 0.65
Marginal 0.26 – 0.44
Unacceptable 0.0 – 0.26 
It should be noted that the program requires user–defined parameters, which introduces biasing 
such that the ratings can be tuned to desired values by changing of parameters. Therefore global 
parameters must be chosen such that bias is avoided and should remain common and consistent 
throughout analysis (Appendix B).  
3.3.7 Finite Element Modeling 
A comprehensive review of finite element modeling will not be presented in this thesis; 
however, it is useful to give a brief overview on implicit and explicit finite element formulations, 
verification and validation, and modelling a SHPB apparatus. 
Finite element analysis (FEA) is a numerical technique for solving complex problems 
computationally by approximating solutions to differential equations with initial boundary values. 
The technique subdivides complex systems, often a set of partial differential equations (PDEs), 
into smaller parts called finite elements and simpler equations, often a set of ordinary differential 
equations (ODEs) that govern the element responses. The smaller parts are then systematically 
recombined to determine the approximate response of the larger system. Both explicit and implicit 
formulation methods can be used to approximate solutions of time–dependent ODEs and PDEs. 
In explicit methods, solutions for time–dependent differential equations are numerically 
approximated at each state (time–step), whereas for implicit methods the equations are solved for 
 
68 
the current and later states simultaneously. Generally, explicit methods are used for dynamic 
loading where small time–steps are required, such as wave propagation problems. On the other 
hand, implicit methods are generally used for quasi–static loading where large time–steps can be 
used, such as structural analysis problems, but require greater computational resources than 
explicit methods. 
Verification and validation are important aspects of developing a numerical model that can 
produce good approximations of a physical problem. Verification is the act of determining whether 
the numerical model is behaving correctly and acting as expected. Results are checked according 
to defined parameters (material models, element formulations, element size, time–step, etc.) and 
boundary conditions (initial velocities, contact boundaries, etc.) to ensure that they are suitable for 
the physical problem. Validation is the comparison of simulated results from the numerical model 
to experimental or theoretical results. Validation is an important stage in numerical modeling 
because it proves that the numerical model accurately predicts the physical problem and gives 
confidence in the simulated results. 
Finite element modelling of material testing using a traditional SHPB apparatus can be 
advantageous for visualization of the wave propagation and verification of the measurements. 
Since the bars are often physically long, any effort in reducing the complexity of the numerical 
model will reduce computational burden, which reduces the computation time. The sample and 
bars are often modelled in two–dimension using axisymmetric elements [168, 169] due to the 
cylindrical geometry of the apparatus and the assumptions made for the propagating waves (§ 3.2). 
Using two–dimensional axisymmetric elements reduces the amount of calculations performed 
during simulation and reduces computation time. When three–dimensional effects are expected to 
occur within the sample, the apparatus can also be modelled in three–dimension using hexahedral 
elements [170]. The SHPB modelled by Prabhu et al. [170] was modelled with a quadrant setup 
due to the cylindrical geometry of the bars and sample. By using a quadrant set up, three–
dimensional effects within the sample quadrant was observed, while at the same time reducing the 
computation time. An important aspect of modelling a SHPB apparatus is the size of the finite 
elements (mesh size) used to discretize the bars and sample. Often the bars a discretized with a 
coarse mesh [168, 170] due to the simple one–dimensional wave propagation occurring within the 
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bars. On the other hand, the samples are often discretized with a finer mesh in order to capture 
stress and strain gradients that occur in the sample. In general, finite element modelling of a SHPB 
apparatus is advantageous for understanding the dynamics of the tests performed. The SHPB 
model allows visualizing the propagation of strain in the bars and sample to verify measured data, 
and explore potential issues that may arise in prospective experiments. 
3.3.7.1 Mesh Refinement Study 
A mesh refinement study is very important in finite element analysis as it provides 
verification of result accuracy. The size of the finite elements (mesh size) used in a numerical 
model can affect the results of the simulation. If the mesh is too coarse (large elements), then the 
model may not accurately predict the stress and strain gradients. On the other hand, if the mesh is 
too fine (small elements), then the model will require greater computational resources and time to 
complete a simulation. Additionally, round–off errors can occur with very fine meshes resulting 
in an over–convergence. Over–convergence occurs when predicted results from a fine mesh is 
outside the expected domain of convergence due to round–off errors. The required size of the mesh 
is unique to the problem analyzed and can be assessed through a mesh refinement study. In general, 
a mesh refinement study determines if a specific metric (simulation response), or metrics, 
converges as the mesh size is reduced. A refinement study begins with a simulation using a coarse 
mesh and the recorded results of the desired metrics. The mesh is refined, typically halved in size, 
and another simulation is performed with the desired metrics again recorded. The process of 
refining the mesh and recording the results continues until the results converge to a value within 
an acceptable error or difference. 
A mathematical method used in mesh refinement studies is the Richardson Extrapolation 
technique. It is used to extrapolate a theoretical value of the metric if the mesh size of the model 










The f3, f2, and f1, are the metric values for the coarse, medium, and fine mesh sizes, respectively, 
and r is the grid ratio. Without calculating the f0, the error of the fine mesh value (f1) with respect 
to f0 can be estimated using: 
1
Equation 61
whereas the actual error can be calculated with the f0 value using: 
Equation 62
An additional check for convergence available is to determine if the metric value is within 
the asymptotic zone of the convergence by using: 
0 Equation 63
where the Grid Convergence Index (GCI) is given by: 
∗ Equation 64
A safety factor (SF) of 1.5 is used as recommended by Roache [171], when the refinement study 
involves three meshes, whereas a safety factor of 3 is be recommended as a conservative value 
when using only two meshes in the refinement study. Therefore if Equation 63 is satisfied or is 
approximately equal to zero, then the metric values are within the asymptotic zone, and the meshes 
can be assumed as converged. 
3.4 Chapter Summary 
In summary the alternative cavitation generating methodologies using dynamic loading are 
the Tube–Arrest (T–A), Bullet–Piston (B–P), and Fluid–Hopkinson bar (F–Hb) methods. The 
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acoustic method was also briefly discussed, in particular, its limitation of rectified diffusion that 
results in the reduction of the apparent fluid tensile strengths; therefore it is irrelevant to the 
motivation and goal of this thesis. The first dynamic method discussed was the T–A method for 
generating cavitation, which relied on the acceleration of the confinement tube and its impact to 
generate direct tensile loading. In cavitating conditions, cavitation was observed at the base of the 
tube, furthest from the impact site, where a pressure transducer was mounted to measure fluid 
pressure changes. The second and third methods discussed were similar in that they both relied on 
projectile impacts to generate compressive pulses. The B–P method used bullet impacts on a piston 
rod that would load the fluid with successive cycles of compression pulses as a result of the wave 
reflections occurring in the piston rod. The F–Hb method used spherical striker impacts on a 
loading rod long enough that the compressive pulse was fully generated within the rod before 
loading of the fluid. In both B–P and F–Hb methods, the compressive pulse would propagate 
upwards to the free–surface of the confined fluid and reflect at that interface as a tensile pulse due 
to the lesser impedance of the air compared to the fluid. In non–cavitating conditions the 
compressive pulse would fully reflect, whereas in cavitating conditions only a portion of the pulse 
would reflect, and cavitation would be observed at the free–surface. 
For the dynamic methods considered, the major limitations recognized and discussed were: 
(1) the lack of adjustment for loading, (2) the large fluid volumes required, and (3) the lack of a 
greater impedance boundary enclosing the fluid. A preliminary SHPB apparatus, the T–SHPB–1, 
that resolved the limitation recognized with the other dynamic methods was developed by Singh 
et al. [95] and used to investigate fluid cavitation in distilled water. The apparatus successfully 
generated fluid cavitation using a direct dynamic tensile pulse but presented its own set of 
limitations. Review of traditional SHPB theory was presented providing further context for the 
dynamics of the T–SHPB–1 apparatus. The traditional SHPB is a prominent technique in material 
testing and can be used for blast exposure studies due to its capability of generating high strain–
rate and high deformation in material samples. The sample material properties can be obtained 
through analysis of the incident, reflected, and transmitted strain wave propagation measured from 
the bars. When polymer bars are used for the SHPB apparatus, the dispersion and attenuation of 
the propagating strain waves must be accounted for using DFT analysis. 
 
72 
Additionally, a review of experimental diagnostics was presented to provide background 
information on varying methods to measure system response metrics and process the results for 
analysis, in association with the development and design of the final apparatus presented in this 
thesis. In summary, strain gauges can be used to measure strain wave propagation in the bars of an 
SHPB system, and analysis of the strain signals can be performed using a spectral analysis program 
developed for processing dispersion and attenuation of waves in a polymer SHPB system; pressure 
transducers can be used to measure dynamic fluid pressure changes as a result of propagating 
pressure waves; high–speed video tracking software and a PDV system can be used to determine 
velocities of surfaces, respectively; and cross–correlation analysis software can compare time 
history signals for progression, phase shift, and size, to generate a single rating of agreement. 
Alongside, a brief overview of finite element analysis using an explicit formulation method, and 
the importance of verification, validation, and mesh refinement studies for numerical modelling 
were also discussed. 
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  Development of Novel Cavitation Apparatus 
4.1 Motivation and Goals 
The motivation of this thesis is the negative ICPs reported occurring at the contre–coup 
during head blast exposure in computational and experimental studies (§ 1.3.1). The reported 
occurrences of negative pressure has led to the hypothesis that intracranial cavitation may occur 
and could be an injury mechanism that can lead to mTBI [34, 39, 43, 79, 87, 88]; however, before 
this hypothesis can be investigated, an apparatus must first be developed that could dynamically 
load fluid comparable to the loading observed in head blast exposure and generate localized fluid 
cavitation with a repeatable process. 
The goal of this thesis is to contribute to the knowledge of intracranial cavitation by 
presenting the development of an apparatus that can produce localized fluid cavitation through 
high–rate dynamic loading comparable to head blast exposure. This apparatus allows for studies 
that link the knowledge gap between observed negative ICP during head blast exposure with 
observable fluid cavitation having repeatable and controlled conditions. The development of a 
numerical model to further explain the dynamics and measured results obtained from the apparatus 
is also presented. 
4.1.1 Requirements 
To achieve the goal of this thesis, the general requirements for the apparatus are as follows: 
(1) generating negative pressures similar to the ICPs observed in the posterior region of the head 
during frontal blast exposure; (2) generating loading similar to the ICP observed in the anterior of 
the head during frontal blast exposure, (3) supporting small fluid sample volumes, (4) having 
similar material impedance boundaries as the head, and (5) generating localized fluid cavitation. 
The first requirement comes from the motivation of this thesis. To link the knowledge gap 
between negative ICP and observable fluid cavitation, similar negative pressures must be 
achievable with the apparatus. Similarly, the second requirement comes from mimicking the 
propagation of the primary pressure wave in the head. It can be generally observed that the 
response of biological materials exhibit time–dependent behaviour [172]. Since the head is made 
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up of materials that exhibit time–dependence, it was necessary that the rate of loading generated 
by the apparatus be comparable to head blast exposure conditions (§ 1.3.1). The consideration of 
testing biological samples resulted the third requirement for the apparatus supporting small fluid 
sample volumes. Investigating biological fluids like CSF and their potential for cavitating would 
be difficult if large volumes were required.  
The fourth requirement relates to the first and second requirements. Since material 
impedance greatly affects wave propagation, the apparatus having comparable impedance 
boundary conditions on the fluid sample as CSF in the head would be advantageous in supporting 
the first and second requirements. The impedance boundary conditions were initially simplified as 
brain–matter surrounded by layers of CSF, bone, and skin exposed to the atmosphere (Figure 39). 
A simulation of frontal blast exposure was performed using the sagittal blast model developed by 
Singh et al. [173] (Figure 40). The pressure contours were visualized with colors ranging from red 
to blue indicating maximum pressure to zero pressure, respectively, and a magenta color was used 
to indicate negative pressures. Negative pressures were observed in the simplified spherical model 
with the bone layer displaying a major role in sustaining negative pressure at the posterior region 
(Figure 40b–e). It was also observed that the brain–matter and CSF shared similar negative 
pressures, which was expected since they have similar material properties. Therefore it was 
concluded that the enclosure of the fluid be a high impedance boundary analogous to the bone 
layer, and the skin layer be neglected due to its comparable pressures to the atmosphere and 
negligible effects compared with the bone layer. 
Lastly, the fifth requirement of generating localized cavitation was to produce repeatable 
and predictable results, avoiding the uncertainty of cavitation occurring as a result of suspended 




Figure 39. Simplified head model with brain–matter surrounded by bone exposed to the atmosphere 
compared to the head (Figure adapted from [174]) 
 
Figure 40. Frontal head blast exposure using a simplified head model with increasing time; Simulation 
performed using blast model developed by Singh et al. [39] 
4.2 Polymeric Hopkinson Bar System Development (T–SHPB–1) 
The initial apparatus used to perform a preliminary investigation on generating fluid 
cavitation (§ 3.1.6) was considered the first iteration of the final apparatus presented in this thesis 
[95, 175]. The first iteration was classified as the Tensile Split Hopkinson Bar (T–SHPB–1) and 
the following limitations were recognized during its use: (1) cavitation occurred regardless of the 
incident wave severity so that a cavitation pressure threshold could not be determined; (2) the 
apparatus was too compliant allowing air leaks at the o–rings increasing difficulty in distinguishing 
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between cavitating and non–cavitating events; and (3) the lack of direct fluid pressure 
measurement to validate the predicted pressures. The following section discusses the development 
and redesign of the T–SHPB–1 with the aim to resolve the limitations noted along with satisfying 
the requirements presented in the previous section by performing cavitation tests on distilled water.  
4.2.1 Second Iteration Tensile Cavitation Hopkinson Bar (T–MCHB–2) 
The second iteration of the apparatus was classified as the Tensile Modified Cavitation 
Hopkinson Bar (T–MCHB–2). This apparatus used the same aluminum anvil, concentric striker 
tube, and incident bar configuration used with the T–SHPB–1 to produce a tensile incident wave 
and dynamically load water confined in a new acrylic (PMMA) confinement chamber. The new 
chamber was designed with a single–entry point for the incident bar–end, and a piezoelectric 
probe–style pressure transducer (PCB Piezotronics Model 113B21, sampling rate of 2 MHz) was 
mounted at its wall to measure water pressure changes (Figure 41). Rubber o–rings were used to 
contain the water providing a seal for the interface between the incident bar and chamber. The 
chamber had an outer and internal diameter of 89 mm and 25.4 mm, respectively, and a length of 
114 mm. The single–entry bored had a depth of 79 mm, and during cavitation tests the incident 
bar was placed 44 mm into the chamber resulting in a water volume of ~18 ml. 
 
Figure 41. T–MCHB–2 apparatus schematic 
A simplified example of the wave propagation occurring in the chamber was as follows 
(Figure 42). A tensile pulse (incident wave, σI(1)) was generated in the incident bar by impact of 
the striker onto the anvil. The incident wave was propagated and transmitted into the water 
contained in the chamber (σI(2)). Upon reaching the water–acrylic interface (back–wall), a portion 
of the tensile pulse (σI(2)) was transmitted into the chamber (σT) and its balance was reflected back 
into the water as a tensile pulse (σR). By generating σI(2) and σR with individual magnitudes lesser 
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than the cavitation pressure threshold of distilled water, it was expected that localized cavitation 
would occur at the back–wall as a result of the superposition of the σI(2) and σR exceeding the 
threshold. SHPB theory equations (Equation 18 and Equation 19) could no longer be used to 
approximate the peak negative water pressure for this apparatus because the transmitted tensile 
pulse (σT) reflected back into the fluid due to the chamber acrylic–air interface (chamber–end) 
affecting the pressure. 
 
Figure 42. Wave propagation between the incident bar and chamber containing distilled water for the T–
MCHB–2 
The back–wall had a continuous water–acrylic boundary to ensure that air could not be 
drawn into the chamber from the atmosphere and be mistaken for cavitation resolving the issue of 
air leaks recognized with the T–SHPB–1. The pressure transducer mounted to the chamber–wall 
measured water pressure changes resolving the lack of validation recognized with the T–SHPB–
1. The generation of negative pressure for this iteration was the same principle of constructive 
superposition used in the T–SHPB–1 (Figure 42). Cavitation was expected at the back–wall due 
to the higher impedance of the acrylic relative to the water, resulting in a reflected wave with the 
same sense as the incident wave; however, since acrylic has lesser impedance than aluminum, the 
magnitude of the reflected wave generated in this apparatus was lesser than that generated in the 
T–SHPB–1. Therefore lesser magnitude negative pressures could be achieved for non–cavitating 
conditions addressing a limitation of unavoidable cavitation for the T–SHPB–1. 
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Tests on distilled water were performed and cavitation was successfully produced (Figure 
43). As expected, the cavitation observed in the tests were different from those observed with T–
SHPB–1 tests since air could no longer leak into the back–wall. Diffuse cavitation was observed 
indicated by the presence of distinct bubbles throughout the volume of water. A measured incident 
wave with a peak tensile value of 3.1 MPa produced cavitation in the water corresponding to a 
measured peak negative pressure of 0.080 MPa. This result was comparable to the peak negative 
pressure of 0.083 MPa, reported by Hong et al. [176], for diffuse cavitation generated using a 
similar tensile SHPB system. The peak negative pressure of 0.080 MPa measured on distilled water 
is lesser by an order of magnitude compared with those reported using the dynamic methods (§ 
3.1); however, it is worth noting that the pressure transducers used by both Hong [176] and this 
apparatus were designed for operation in the compressive pressure ranges, and interpolation of the 
measured signal to the negative pressure ranges were performed resulting in the possibility of 
inaccurate measurements. 
 
Figure 43. High–speed imaging of diffuse cavitation generated in distilled water using the T–MCHB–2 
The limitations recognized for the T–MCHB–2 are as follows: (1) diffuse cavitation was 
unavoidable within the capable range of striker impact velocities; (2) the low repeatability of the 
generated tensile incident waves; and (3) the low negative pressures measured resulting in the 
presumption of inaccurate measurements by the transducer. The lower bound striker impact 
velocities were constrained by the minimum tensions required for the bungee cords used to propel 
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the striker tube. Therefore it was suspected that the diffuse cavitation might have been the result 
of the tensile incident wave exceeding the cavitation pressure threshold resulting in diffuse 
cavitation before its reflection. Repeatability issues were recognized near the lower and upper 
range of impact velocities. At the lower range, consistency of the incident wave was affected by 
the friction between the incident bar and striker, whereas at the upper range consistency was 
affected by the anvil slipping for a short duration at the instance of impact. Lastly, the peak 
negative pressure measured by the transducer is orders of magnitude lesser than expected 
suggesting that the interpolation of the measured signal to the negative ranges may result in 
inaccurate measurements. 
4.2.2 Third Iteration Compressive Modified Cavitation Hopkinson Bar (C–MCHB–3) 
The third iteration of the final apparatus was classified as the Compressive Modified 
Cavitation Hopkinson Bar (C–MCHB–3). This apparatus produced a compressive incident wave 
by way of an aluminum cylindrical striker and incident bar to load water confined in a chamber. 
The same aluminum incident bar and acrylic confinement chamber from the T–MCHB–2 were 
used in this iteration. The anvil and striker tube configuration at the end of the incident bar of the 
T–MCHB–2 was replaced with a striker bar similar to the configuration of a traditional SHPB 
apparatus (Figure 44). The striker bar used was 712 mm in length with a diameter of 25.4 mm 
(long striker) and was launched towards the incident bar by use of a pneumatic system (gas–gun). 
 
Figure 44. C–MCHB–3 apparatus schematic 
Preliminary tests using the C–MCHB–3 showed efficacy in generating repeatable 
compressive incident waves resolving the issue of incident wave repeatability recognized in the 
T–MCHB–2. A compressive incident wave further satisfies the first requirement (§ 4.1.1) since 
the primary pressure wave observed in the head was compressive. It was also presumed that a 
 
80 
compressive incident wave would produce positive water pressures that could be used for 
validation of the pressure transducer measurements. The generation of negative pressures for this 
iteration of the apparatus changes from the previous iterations because of the compressive incident 
wave. The negative pressure required were generated by a tensile reflected wave produced at the 
chamber–end as a result of the greater impedance of acrylic compared with air (Figure 45), and 
similar to the previous iteration, cavitation was expected at the back–wall of the chamber. 
A simplified example of the wave propagation occurring in the chamber was as follows 
(Figure 45). A compressive pulse (incident wave, σI(1)) was generated in the incident bar as a result 
of the striker impact. The incident wave was transmitted through the water (σI(2)) and transmitted 
into the chamber end wall (σT). Upon reaching the chamber–end, a tensile pulse (reflected wave, 
σR) was produced, which transmitted back into the water superimposing with the trailing–end of 
σI(2), producing negative water pressures at the back–wall. Maximum negative pressure was 
expected at the back–wall because the magnitude of the tensile pulse decreases during propagation 
in the water as a result of attenuation (§ 3.2.2). 
 
Figure 45. Wave propagation between the incident bar, chamber containing distilled water, and atmosphere 
for the C–MCHB–3 
An axisymmetric model of the C–MCHB–3 was created using an explicit multi–physics 
finite element program (LS– DYNA, Version 971 Revision 6.1.1) (Figure 46). The apparatus was 
modelled and discretized with a total of 50,669 axisymmetric elements allowing for a very refined 
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and computationally efficient model. The aluminum bars were modelled as an elastic material with 
a density of 2700 kg/m3, Young’s modulus of 68.9 GPa and Poisson’s ratio of 0.35. The acrylic 
(PMMA) chamber was also modelled as an elastic material with a density of 1178 kg/m3, Young’s 
modulus of 3.47 GPa and Poisson’s ratio of 0.35 [155]. The distilled water was modelled as a 
fluid–elastic material with a density of 1000 kg/m3 [102, 103, 133] and bulk modulus of 2.19 GPa 
[41, 102, 103]. The interfaces between the incident bar, water, and chamber were modelled having 
incorporated shared nodes since the surfaces were not expected to separate during the simulation 
time considered. 
 
Figure 46. Axisymmetric finite element model of C–MCHB–3 indicating axis of symmetry and discretization 
of geometry 
Eight experimental tests were performed on distilled water and diffuse cavitation was 
observed for all tests performed similar to that observed with the T–MCHB–2 (Figure 47). 
Simulations were performed with the numerical model using the striker velocities calculated 




Figure 47. High–speed imaging of diffuse cavitation generated in distilled water using the C–MCHB–3 
Table 6. Experimental and numerical results of peak incident wave, water pressure, and negative water 








Peak Negative  
Water Pressure (MPa)
Measured Simulated Measured Simulated Simulated 
0.27 1.85 1.86 1.16 1.27 1.32 
0.40 2.75 2.67 1.57 1.88 1.97 
0.42 2.88 2.89 1.51 1.88 2.07 
0.46 3.12 3.13 2.15 2.13 2.24 
0.52 3.58 3.59 2.17 2.44 2.57 
0.57 3.90 3.92 2.38 2.67 2.8 
1.05 7.17 7.19 4.11 4.92 5.16 
1.15 7.85 7.88 4.69 5.38 5.64 
 
There was good agreement between the experimental and simulated results in terms of the 
timing, rise, and peak values (Figure 48). The incident waves and leading half of the reflected 
waves were in excellent agreement with their leading and trailing edges on top of one another. The 
slight difference in the latter half of the reflected wave could be attributed to losses in the system 
like the rubber o–rings that decreased the stiffness of the apparatus compared to its numerical 
model. The second incident wave occurring after ~900 ms was the result of the reflected wave 
reflecting at the striker–end of the incident bar and was considered irrelevant to the study; and 





Figure 48. Incident bar axial stress and water pressure history traces for 1.15 m/s striker velocity using the 
C–MCHB–3 
The positive phase of the water pressure was in good agreement at the leading and trailing 
edge with the numerical model predicting the ‘step–like’ increase and decrease, respectively. The 
constant negative pressure (~0.140 MPa) measured by the transducer (PCB Piezotronics Model 
113B21, sampling rate of 2 MHz) confirms the presumption that it inaccurately measured negative 
pressures. The second positive pressure phase occurring after ~1450 ms in the simulation was not 
measured suggesting that the diaphragm decoupled from the sensing element during the negative 
pressure phase. Additionally, one would expect that if the constant value measured was related to 
the occurrence of cavitation then transient compressive pulses, similar to that seen at ~1400 ms 
(but greater magnitude), would be seen throughout the timeframe of ~900 – 1450 ms (simulation 
negative phase) corresponding to the collapse of bubbles similar to that measured by the 
transducers using the T–A method [131, 132]. Overall, the good agreement of the incident bar 
stresses and initial positive pressure phase gives confidence in the negative pressures predicted by 
the simulations. The upper bound negative pressure that could have been achieved in the 
experimental tests can be assumed to be approximately that of the peak negative pressure simulated 
since cavitation of the water was not defined in the numerical model; therefore the predicted 




The ‘step–like’ increases observed at the leading edge of the water pressure (Figure 48) 
were the result of the superposition of the compressive pulse transmitted by the incident wave 
reflecting back–and–forth within the chamber. The initial ‘step’ in the pressure traces occurring at 
~250 – 300 ms was the initial water pressure wave (IWPW) transmitted into the water before it 
reflected at the back–wall and superimposed on itself; therefore its peak could be calculated with 
Equation 19. The IWPW was calculated for each test and trends were generated for its analytical, 
numerical, and experimental values with respect to peak incident wave stress (Figure 49). As 
expected, the analytical values were the upper bound because they assumed one–dimensional wave 
propagation, unlike the numerical (2–D axisymmetric) and experimental (3–D) approaches. 
Likewise, the experimental values had the lowest values because of the losses in the system that 
was not included in the numerical model such as, the rubber o–rings, transducer port seal, and 
fixture friction. 
 
Figure 49. Peak Initial Water Pressure Wave (IWPW) transmitted into the water trends for analytical, 
experimental, and numerical tests using the C–MCHB–3 
Trends of the peak positive water pressure with respect to peak incident wave stress for the 
numerical and experimental cases were generated, and as expected the simulated values were 
greater than the experimental values (Figure 50). There was better agreement at the lesser incident 
stresses compared with the greater stresses, which could be attributed to the compliance of the o–




Figure 50. Peak water pressure trends for experimental and numerical tests using the C–MCHB–3 
This iteration of the apparatus demonstrated better reproduction of blast exposure 
conditions compared with the previous iterations. The compressive incident wave is analogous to 
the compressive primary pressure wave observed in the head; the low impedance water is 
analogous to brain–matter and CSF; and the high impedance chamber and its exposure to the 
atmosphere is analogous to the cranial bones surrounded by lesser impedance materials (skin and 
air). The difference in agreement of the experimental and simulated results at low and high incident 
stresses demonstrated the significance and efficacy of developing a numerical model to predict the 
apparatus dynamics. The difference in agreement highlighted the issue of using o–rings as a seal, 
which could otherwise have been overlooked. Additionally, the numerical model confirmed the 
presumption that the negative pressures could not be accurately measured due to limitations of the 
transducer. 
The set of limitations recognized for the C–MCHB–3 are as follows: (1) diffuse cavitation 
was unavoidable within the capable range of impact velocities; (2) the presence of the transducer 
reduced the cavitation pressure by creating nucleation sites; (3) the inability of the transducer to 
measure negative pressures; and (4) the high intensity rectangular incident wave exhibited 
excessive overlap within the chamber. The first limitation of unavoidable diffuse cavitation could 
be attributed to 2 causes. The first and most simple to resolve was the possibility of microscopic 
air pockets providing nuclei for cavitation at the chamber–cavity walls as a result of its roughness. 
 
86 
The second cause was observed through analysis of high–speed imaging showing inertial–induced 
motion of the chamber with respect to the incident bar as a result of the propagating waves (Figure 
45). This motion caused an increase in volume of the chamber cavity  containing a constant 
mass of water, resulting in a global drop in pressure that can be approximated by Equation 2. 
The second and third limitations relating to the pressure transducer were also observed 
from the high–speed imaging. The roughness of the transducer diaphragm provided nuclei for 
cavitation similar to the cavity walls noted above, and entrapped air within the threading of the 
transducer port were also drawn into the water during tests at high striker impact velocities. These 
issues provided challenges in distinguishing cavitation as a result of unwanted seeding or the 
negative pressures exceeding the cavitation pressure threshold. Lastly, the loading of the apparatus 
was limited in that it generated rectangular incident waves with short durations (~0.45 ms) as a 
result of the elastic bars; while a shape and duration similar to the primary pressure wave observed 
in the frontal region of the brain (Figure 7) was desired. The intensity of the incident waves 
generated were far too great even at the slowest impact velocity achievable by the gas–gun (0.27 
m/s) suggesting a lesser impedance incident bar material should be used. A lesser impedance 
material would be preferred over further reduction in the striker velocity because vibrational and 
frictional effects become more significant at lower velocities and repeatability may decline. 
 
Figure 51. Illustration of bulk separation between the chamber and incident bar at time t2 > t1 resulting in a 
chamber cavity volume increase 
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4.3 Fourth Iteration Closed–Chamber and Modified Cavitation Hopkinson Bar 
(C3HB) 
The important findings from the first three iterations of the apparatus included (1) the 
relatively straightforward ability to generate cavitation, albeit diffuse cavitation; (2) the limitations 
of existing pressure transducers in terms of measuring negative pressures and creating cavitation 
initiation sites (§ 4.3.3); (3) the importance of achieving consistent fluid conditions, challenges 
with o–ring type seals resulting in leaked or entrapped air, and cavitation nucleation sites (§ 4.3.2); 
and (4) the benefit of using a numerical model to predict dynamics and fluid pressures in place of 
an intrusive pressure transducer (§ 4.5.3). 
This section presents and discusses the final design of the apparatus classified as the 
Closed–Chamber Cavitation Hopkinson Bar (C3HB) apparatus. For this final iteration, an acrylic 
(PMMA) incident bar was used with a steel (low–carbon steel) spherical striker. The benefit of the 
spherical striker was to generate compressive pulses comparable in shape to the primary pressure 
wave observed in the head. The incident bar was 2438 mm in length with a 25.4 mm diameter, and 
the steel sphere striker was 25.4 mm in diameter. A gas–gun was used to propel the sphere striker 
towards the incident bar striker–end, and strain gauges were mounted at the midpoints of both the 
incident bar and chamber to measure changes in strain (§ 4.3.1). The acrylic (PMMA) chamber 
was redesigned as a separate closed–piece mounted flush at the end of the incident bar (§ 4.3.2). 
A PDV probe was also pointed at the chamber–end to measure its changes in velocity (§ 4.3.3). 
 




In all previous iterations of the experimental apparatus, cavitation was observed for all tests 
performed. In other words, it was generally not possible to test the non–cavitating condition and 
therefore determine the cavitation pressure threshold. It was recognized that the magnitude of the 
incident waves generated were far too great, and the aluminum bars should be replaced with a 
lesser impedance material, such as acrylic. The aluminum incident and striker bars of the C–
MCHB–3 were replaced with an acrylic incident bar and steel sphere striker, respectively. The 
acrylic incident bar in different setups has shown its efficacy in generating repeatable compressive 
incident waves in past studies [149, 150, 156, 157]. The combination of the incident bar and sphere 
striker was able to generate a compressive incident pressure wave that was comparable in general 
shape and rate to the primary pressure wave observed in the head from frontal blast exposure 
(Figure 52) fulfilling the second requirement of the apparatus development. 
 
Figure 53. Primary pressure wave from sagittal head model developed by Singh [39, 173] compared to the 
incident wave pressure trace at the chamber from the C3HB 
The generation of negative pressure in the C3HB was similar to that of the C–MCHB–3 in 
that cavitation was expected at the chamber back–wall as a result of a tensile reflection. An 
advantage of having a short versus long duration incident wave was that the tensile reflection that 
produces negative pressures also has a short duration and achieves a greater magnitude because 
the peak of the tensile pulse superimposes with the trailing–end of the compressive pulse sooner. 
This is illustrated with a simplified example of a short (10 s) and long duration (15 s) incident 
wave having equal rise times (5 s) and magnitudes (20 Pa) superimposing with their respective 
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reflected waves (Figure 54). The negative pressure generated by the short and long duration are 12 
Pa in magnitude with ~6 s duration and 6 Pa in magnitude with ~10 s duration, respectively. 
 
Figure 54. Simplified comparison of a short and long duration incident wave superimposing with their tensile 
reflections 
4.3.1.1 Propelling the Sphere Striker 
The same pneumatic system (gas–gun) used for the C–MCHB–3 was used for this 
apparatus; however the system was designed to accelerate 25.4 mm diameter cylindrical striker 
bars as opposed to spherical strikers. For all tests performed with the metallic sphere striker, the 
sphere striker was placed ~673 mm away from the incident bar striker–end. The sphere striker was 
propelled by the use of an acrylic precursory striker with a length of 236 mm and diameter of 25.4 
mm. This precursory striker was placed into the piston of the gas–gun and launched towards the 
sphere striker. The precursory striker would then impact with the sphere striker, propelling it 
towards the incident bar (Figure 55). This method of propelling the sphere striker and 
corresponding travel distance of ~673 mm proved effective in that no secondary impacts were 




Figure 55. See–through schematic of gas–gun, precursory striker, sphere striker, and travel distance 
4.3.2 Cavitation Chamber Design 
It was previously discussed that the combination of the surface roughness of the chamber 
cavity and the motion of the chamber relative to the incident bar resulted in diffuse cavitation using 
the C–MCHB–3. The final iteration of the chamber was redesigned as an independent, fully 
enclosed component (Figure 56). The redesign emulates the head, but at a smaller size conducive 
to testing small amounts of fluid, by surrounding the fluid with a single high impedance material 
analogous to the cranial bones, which fulfills the fourth requirement of the apparatus development. 
The redesign also removes the constraint on the chamber as a result of friction between the incident 
bar and rubber o–rings, enabling greater movement after wave transmission that better replicates 
the boundary conditions of the head during blast exposure compared with the previous designs.  
 
Figure 56. Acrylic confinement chamber for the C3HB apparatus indicating important features 
The dimensions of the new acrylic cylindrical chamber were chosen to provide comparable 
thickness to that of the skull and to further reduce the fluid volume required for each test. The 
thickness of the skull varies from ~7.4 – 11.3 mm from the parietal to the occipital bone of the 
sagittal head model developed by Singh [39, 173] that used head geometry derived from the Visible 
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Human Project male data set [177] (Figure 57); similar thicknesses were reported in [178, 179]. 
The diameter of the chamber was set at 25.4 mm, corresponding to the diameter of the incident 
bar. A chamber cavity diameter of 6 mm was selected to produce a wall thickness within the 
median of the range (9.7 mm), and a thickness of 11.3 mm was selected for the acrylic forming 
the back–wall. The length of the chamber cavity was determined using a simplified fully elastic 
numerical model of the C3HB. A parametric study of varying chamber cavity lengths resulted in a 
minimum length of 35 mm that provided distinct negative fluid pressures occurring at the distal 
region of the chamber (region adjacent to the back–wall), which resulted in a cavity volume of ~1 
ml that fulfills the third requirement of the apparatus development. Sanding the inner surface of 
the chamber with 800, 1200, and 2400 grit sandpaper and then polishing with 0.3, 0.1, and finally 
0.05-micron alumina powder, successively, resolved the surface roughness issue of the chamber 
cavity. 
 
Figure 57. Thickness at the upper region of the occipital bone from sagittal head model developed by Singh et 
al. [39, 173] 
The dimensions of the chamber cap were determined with the goals to simplify wave 
transmission and sealing of the fluid. The head of the cap was given a diameter equal to the 
chamber body and a thickness equal to the back–wall (Figure 58). The stem of the cap was given 
a diameter that produced a transition fit with the body providing fast and simple sample preparation 
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using light physical force. Features such as threads were avoided since they would produce stress 
concentrations and increase the complexity of wave transmission. Adhesives were considered but 
provided challenges in producing consistent nuclei–free samples. A cap stem length of ~8 mm was 
determined to provide the adequate amount of friction for the transition fit and to minimize stresses 
at the stem’s base during its fabrication (lathing). A 0.5 mm diameter venting channel was cross–
drilled at the side–wall of the chamber body at the open–end to allow excess fluid to vent from the 
chamber when installing the cap (Figure 58). It was positioned such that the cap stem, when fully 
inserted into the body, covers the channel. This ensured that the fluid was not compressed and its 
pressure remained atmospheric when the chamber was fully inserted. The chamber was suspended 
from the chamber mount at the end of the incident bar by 0.2 mm diameter fishing line looped 
around its circumference to minimize friction and its effect on wave propagation. 
 
Figure 58. Process of capping the chamber and pressure relief of the water through the venting channel 
4.3.3 Determining Fluid Pressure 
The following sections discuss how the fluid pressure in the new acrylic confinement 
chamber was determined through analytical (§ 4.3.3.1) and numerical (§ 4.5) methods. Issues with 
measuring the negative fluid pressures were recognized with the piezoelectric pressure transducer 
used in the previous iterations of the apparatus. The initial positive fluid pressure phase 
(compressive) in the C–MCHB–3 were validated in good agreement with its numerical model 
giving confidence in the fluid pressure traces simulated, and it was suggested that the peak negative 
pressure obtained in the simulation was the upper bound negative pressure that could be 
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experienced with the experiment conditions. Additionally, it was recognized through the high–
speed imaging that the roughness of the pressure transducer diaphragm and geometric changes of 
the port provided nuclei for cavitation, and entrapped air from the port threads were drawn into 
the water during high impact velocities, creating challenges in distinguishing cavitation as a result 
of unwanted seeding or negative pressures exceeding the cavitation threshold. 
4.3.3.1 One–Dimensional Approximation of Fluid Pressure 
The fluid pressure at the back–wall can be approximated with an analytical process having 
the following assumptions: (1) the fluid is distilled water; (2) the wave propagation in the chamber 
between the water and acrylic is one–dimensional; (3) the back–wall acrylic surface has the same 
velocity as the chamber–end; and (4) waves do not reflect back towards the back–wall upon 
reaching the cap. A single water element located at the back–wall was analyzed having a water 
boundary to its left and an acrylic boundary to its right (Figure 59). The pressure in the element 
changes as a result of the boundary velocity difference caused by the transmission of force from 
the acrylic to the water. 
 
Figure 59 One–Dimensional approximation of the fluid pressure at the back–wall 
An approximation of the total element pressure can be calculated by adding the effects of 




where  is the density of water and V is the volume of the element. Since the chamber cavity was 
cylindrical, and the element was located at its center, the element was given a cylindrical volume 
with a length of ∆ : 
∆ Equation 66





where ∆  is the change in velocity of the side, and ∆  is the element length given by: 
∆ ∆ Equation 68
where  is the acoustic wave speed at the boundaries. Since the acrylic boundary was the driver 
(assumption 2), the velocity trace of the water boundary was equal to that of the acrylic boundary 
but behind a time–step; however, the transmitted velocity must be scaled due to the acoustic 
impedance difference of the water and acrylic (§ 3.2.1) using Equation 10: 
2
Equation 69
With the assumption that the water boundary was fixed, the pressure applied by the acrylic 








where the negative indicates a tensile force and  is the velocity measured by the PDV. 
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Equation 71
Lastly, both effects can be summed to determine the pressure of the element resulting in: 
1
1 2  
Equation 72
4.3.3.2 Pressure Transducers 
The piezoelectric probe–style pressure transducer (PCB Piezotronics Model 113B21, 
sampling rate of 2 MHz) used in the previous iterations (T–MCHB–2 and C–MCHB–3) was not 
included in the new chamber design because the small dimensions of the chamber could not 
accommodate the transducer, and due to the limitations previously discussed (§ 4.2). A small 
diameter catheter–style (piezoresistive sensor) pressure transducer (SPR–524 Mikro–Tip Catheter 
Transducers, Millar Inc., sampling rate of 2 MHz) cross–mounted at the back–wall was also 
investigated; however, three issues were identified: (1) the presence of the catheter introduced 
nucleation sites and reduced the cavitation pressure thresholds measured similar to the probe 
transducer; (2) the catheter could not be used over the striker impact velocity range because 
pressures generated in the water were too great resulting in one transducer being permanently 
damaged at negative pressures required to generate cavitation; and lastly, (3) the transducer 
provided inaccurate measurements due to the impedance difference between the water and sensing 
element. It was previously concluded from the C–MCHB–3 that a numerical model was able to 
predict the compressive water pressure in the chamber, in good agreement with transducer 
measurements (the initial positive or compressive pressure phase). Therefore, in addition to an 
analytical method (§ 4.3.3.1), a numerical model of the C3HB was also created, developed, and 
validated to predict the negative fluid pressures occurring during tests (§ 4.5).  
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4.3.4 Instrumentation: Strain Gauge, PDV, High–speed Imaging 
Strain gauges (CEA–13–250UW–120, Micro–Measurements) with a 120 Ω resistance 
were mounted on the surface of the acrylic incident bar at 1137 mm from the striker–end in a 
Wheatstone bridge configuration (§ 3.3.1.1). A biaxial strain gauge (WA–09–120WR–120, 
Micro–Measurements) with a 120 Ω resistance was also mounted on the surface of the acrylic 
confinement chamber at the center of the chamber cavity in a quarter–bridge configuration. The 
strain gauges were amplified (2210B Signal Conditioning Amplifier, Vishay) and data was 
recorded at a frequency of 2 MHz using a high–speed data acquisition system (BNC–2110, 
National Instruments) (Figure 60). The PDV (1550 nm wavelength, Ohio Manufacturing Institute) 
was used to measure the velocity of the chamber–end (§ 3.3.4) [163, 164]. Reflective tape was 
placed on the chamber–end to increase its reflectivity ensuring a high signal–to–noise ratio. A 
high–speed camera (FASTCAM SA5 Model 1300K–M1, Photron) with a lens (105 mm 1:2.8 DG 
Macro HSM, Sigma) focused at the back–wall of the chamber was used to identify if cavitation 
occurred during tests. The camera was set to capture video at 100,000 frames per second with a 
320x192 resolution and was processed (Photron FASTCAM Viewer Version 3.50, Photron). An 
LED light (JAB Bullet, AAdynTech) was placed behind the chamber to provide backlighting for 
the high–speed imaging. The pneumatic system with compressed nitrogen gas was used to launch 
the precursory striker towards the sphere striker (§ 4.3.1.1). 
 
Figure 60. Schematic of instrumentation used for C3HB cavitation tests 
 
97 
4.4 Verification of Methods 
This section describes the calibration process for the strain gauges mounted on the incident 
bar and chamber (§ 3.3.1). The agreement of the spectral analysis program (§ 3.3.5) and PDV (§ 
3.3.4) in generating and measuring surface velocities are verified, respectively; and the uniformity 
of the generated incident wave throughout the cross–section of the bar is verified (§ 3.2.2). 
4.4.1 Strain Gauge Calibrations and Validation 
The strain gauges were calibrated by fixing one end of the bar and chamber and applying 
a known load (Figure 61). The chamber was filled with distilled water during the calibration 
process to represent the test condition. A strain–to–voltage relationship was obtained for the range 
of loading expected during cavitation tests (Table 7). The incident bar was radially constrained 
throughout its length with supports to minimize buckling, and when buckling was observed, the 
calibration process was ended. The chamber was not supported since it was not expected to bend 
due to its low length–to–diameter ratio. Calibration was performed in a short duration to 
circumvent viscoelastic properties of the acrylic such as relaxation and was performed multiple 
times to ensure repeatable results. 
 
Figure 61. (a) Incident bar strain gauge calibration with supports; (b) Chamber strain gauge calibration 
Table 7. Strain gauge strain–to–voltage output relationships 
 Strain Gauge (mε/V)
Incident Bar 1.55 
Transmitter Bar 1.52 
Chamber 1 (C1) 2.60 
Chamber 2 (C2) 2.67 




The chamber was also calibrated under dynamic compression using a traditional SHPB 
apparatus with acrylic incident and transmitter bars. The chamber was placed between the bars, 
and a compressive pulse was propagated throughout the entire length. Since the chamber was the 
same material as the bars, it was expected that the compressive pulse would fully transmit through 
the chamber and into the transmitter bar without producing a reflected wave. This method assumed 
that the distilled water had minimal effect on the propagating pulse; therefore, the strain measured 
at the transmitted bar (output wave) should be the strain measured at the incident bar (input wave) 
after the effects of attenuation and dispersion are considered. To verify this assumption, the input 
wave was propagated using the spectral analysis program to the location of the transmitter bar 
strain gauges. After verifying the propagated input wave was equal to the output wave, the output 
wave was propagated to the chamber strain gauge, and a strain–to–voltage relationship of the 
chamber was determined using known incident and transmitter bar strain–to–voltage relationships 
from static calibrations. As expected the relationship obtained for the chamber using dynamic 
calibration was comparable to that obtained from static calibration. 
An important advantage of calibrating a strain gauge after mounting is that the error that 
can result from the resistance increase by temperature changes and use of lead wires (§ 3.3.1.1) 
are integrated into the strain–to–voltage relationship. Therefore, as long as the system setup 
remains the same throughout testing, the effect of temperature and lead wires on the strain gauge 
voltage output can be neglected. 
4.4.2 Incident Bar Repeatability/Benchmark Tests 
Tests using the incident bar with free–end conditions (free–end tests) and a cylindrical 
acrylic striker bar were performed to measure the effects of attenuation and dispersion of the 
propagating strain pulses for varying striker conditions using known existing conditions (Figure 
62). These tests were considered as benchmark tests since the full incident and reflected waves 
were measured without wave transmission and was used for validation purposes for numerical 
modeling (§ 4.5). The striker conditions included 3 varying striker types at 3 varying gas–gun 
firing–pressures. The strikers used were an acrylic cylindrical bar of 452 mm length and 25.4 mm 
diameter (short), an acrylic cylindrical bar of 712 mm length and 25.4 mm diameter (long), and a 
steel sphere of 25.4 mm diameter. The gas–gun firing–pressures used were 97, 124, and 152 kPa, 
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and were obtained through preliminary tests corresponding to the low, medium, and high striker 
impact velocities. The striker impact was filmed using high–speed imaging (Photron SA5 model 
1300K–M1, 50,000 frames per second with a 512x272 resolution) and its velocity was obtained 
using tracking software (Tracker, Douglas Brown, http://physlets.org/tracker/) (§ 3.3.2). The free–
end surface velocity of the incident bar was also measured using the PDV. Each set of tests had 3 
repeats resulting in 9 individual tests per striker, and 27 total tests performed. The strain and free–
end velocity data of the 27 individual tests are presented in Appendix C. 
 
Figure 62. Schematic of incident bar free–end tests with high–speed imaging and PDV 
4.4.3 Spectral Analysis and PDV Verification 
The spectral analysis program (§ 3.3.5) and PDV (§ 3.3.4) were verified to ensure that the 
calculated and measured surface velocities were in agreement, respectively. Firstly, the spectral 
program was verified in its efficacy to propagate viscoelastic waves using the 27-benchmark tests 
(§ 4.4.2). For each test, the incident wave was propagated the distance from the strain gauges 
location to the free–end and back to generate a reflected wave, resulting in excellent agreement 
with the measured reflected wave (Figure 63). Cross–correlation analysis (§ 3.3.6) was performed 
comparing the calculated and measured reflected waves for all 27 tests resulting in a rating of 
0.994, verifying the efficacy of the wave propagation method and program in propagating waves 
in the acrylic incident bar for varying striker conditions. Then the incident bar free–end velocity 
traces were calculated using the spectral analysis program and was used to verify PDV 
measurements. Cross–correlation analysis was performed comparing the calculated and measured 
free–end velocities resulting in a rating of 0.967, verifying excellent agreement between the 
diagnostics. The slopes of calculated versus measured peak values are comparable to unity (ideal 
case) with 0.995 and 1.042 for the reflected wave and incident bar free–end velocity, respectively 
(Figure 64). The spectral analysis program was verified with reflected wave measurements 
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independent from the PDV, therefore verification of the PDV using the spectral analysis program 
was justified, and was concluded that the spectral analysis program and PDV are in agreement. 
 
Figure 63. Calculated and measured reflected waves for 124 kPa firing–pressure with varying strikers 
 
Figure 64. Slope of the calculated values with respect to measured values demonstrating comparability to 
unity 
4.4.4 Uniform Incident Wave Validation 
Davies suggests that the propagating incident wave must be uniform throughout the cross 
section of the incident bar such that one–dimensional analysis can be performed on the SHPB bars 
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[152]. Six free–end tests were performed with the incident bar and sphere striker at the same gas–
gun firing–pressure. The PDV was used to measure the incident bar–end velocity for 3 tests with 
the probe pointed at the center of the surface and 3 with it pointed near the edge of the surface 
(Figure 65). The maximum standard deviations for both cases (based on population) were 
calculated for the incident bar strains and free–end velocities demonstrating low variability and 
repeatability (Table 8). As expected, the mean values for the edge and center cases showed 
negligible differences of 0.2% for the incident bar strain and 0.3% for the free–end velocity. This 
was also supported by a two–tailed T–test resulting in no significant difference between the set of 
values for each case at p < 0.01. Therefore it was concluded that the incident wave was uniform 
throughout the cross section of the bar upon reaching its free–end and the chamber. 
 
Figure 65. Schematic of PDV laser location on the incident bar free–end for the center and edge cases 
Table 8. Mean peak incident strain and free–end velocity and their maximum standard deviation  
Cases 












3x Center 1.927 1.7% 7.253 2.1% 







4.5 Numerical Modelling 
4.5.1 Finite element model development 
An axisymmetric numerical model of the apparatus was developed for the purpose of 
predicting the fluid pressure changes within the chamber, since the intrusive nature of a pressure 
gauge provided potential cavitation sites effectively reducing the cavitation pressure threshold. It 
should first be noted that the numerical model provides the theoretical pressure in non–cavitating 
fluid, since the fluid was treated as a continuum and a cavitating event was not defined. The 
apparatus geometry, loading, and boundary conditions were axisymmetric; therefore axisymmetric 
elements were used to discretize the geometry (Figure 66). This allowed for a very refined and 
computationally efficient model. The numerical model was analyzed using an explicit multi–
physics finite element solver (LS–DYNA, Version 971 Revision 6.1.1, LSTC, Livermore CA). 
Following a mesh refinement study (§ 4.5.4), a mesh with 203,008 axisymmetric quadrilateral 
elements (~0.39 mm element size) was used with the acrylic material modelled as an Ogden 
hyperelastic material (§ 4.5.2) for both the incident bar and chamber. The fluid (distilled water) 
was modelled as a fluid–elastic material, and the spherical steel striker as a linear elastic solid. The 
water density used was 1000 kg/m3 [102, 103, 133] with a bulk modulus of 2.19 GPa [41, 102, 
103]. For the steel sphere, a density of 7840 kg/m3, a Poisson’s ratio of 0.29, and a Young’s 
modulus of 207 GPa were used [180, 181]. The interface of the chamber cap and body 
perpendicular to the propagating compressive pulse was modelled as two separate surfaces and 
contact was addressed using a penalty–based contact algorithm. The interface between the inner–
walls of the chamber and water was modeled using shared nodes, since these surfaces were not 
expected to separate during the simulation time considered. Lastly, since the cavitation event itself 
was not implemented in the numerical model, the model was limited to predicting the fluid 





Figure 66. Axisymmetric finite element model of C3HB indicating axis of symmetry and discretization of 
geometry 
4.5.2 Ogden Constitutive Model Parametric Study 
The acrylic (PMMA) constitutive model parameters were determined through optimization 
analysis using the 9.168 mm/ms sphere striker free–end benchmark test (§ 4.4.2). The 
axisymmetric numerical model of the apparatus without the chamber was used with the incident 
bar modelled using an Ogden hyperelastic material model (Figure 67). The Ogden constitutive 
model used incorporated a multi–term strain energy function [182]: 
∗ ∗ 1 1 Equation 1
where  was the shear modulus, ∗ was the principal stretch with the volumetric effects removed, 
K was the bulk modulus, and J was the relative volume. The rate effects were taken into account 
with a viscoelastic term: 
Equation 2
where  was a linear viscoelastic term,  is the instantaneous stress, and the relaxation function 




where  is the shear relaxation modulus for the ith term, and  is the decay constant of the ith 
term. 
The optimization analysis was performed to determine the material model constants for the 
single 9.168 mm/ms impact scenario. The optimization was preceded by several initial analyses to 
identify the sensitivity and appropriate limits for the Ogden model parameters. After identifying 
appropriate limits, an optimization study was performed using a response surface methodology 
(LS–OPT Version 5.2, LSTC, Livermore, CA). The optimization used a polynomial sampling and 
D–optimal methodology with a space–filling algorithm. Convergence was evaluated using a 
tolerance criterion using multi–objective function of Mean Squared Error, Curve Matching, and 
Peak Values [183], with all metrics equally weighted. All cases of the optimization analysis 
converged to relatively the same parameter values (Table 9) with the final optimization analysis 
converging after approximately 8 iterations (Figure 68). 
 
Figure 67. Axisymmetric finite element model of C3HB sphere striker and incident bar indicating axis of 
symmetry and discretization of geometry 
Table 9. Optimized PMMA constitutive model parameters 




G1 (GPa) 0.0065 β1 0.001 
G2 (GPa) 0.0492 β2 4.79 
G3 (GPa) 0.0418 β3 29.0 
G4 (GPa) 0.1353 β4 12840 
 
 
Figure 68. Convergence of the PMMA material optimization 
The PMMA properties from Table 9 were validated with the remaining benchmark tests (§ 
4.4.2). The average striker velocities of the remaining benchmark test repeats were calculated 
resulting in 8 striker conditions and were simulated (Table 10). The simulated incident bar strain 
and free–end velocity were compared to the average incident bar strain and free–end velocity for 
each condition showing good agreement (Figure 69). Cross–correlation analysis was performed 
between the simulated and measured incident bar strain and free–end velocity data of the 8 striker 
conditions resulting in excellent agreement with ratings ranging from 0.970–0.997 (Table 11). The 
excellent agreement of the results indicates that the numerical model can effectively predict the 
wave propagation in the C3HB acrylic incident bar at varying striker velocities and types. 








































* Experimental test used for optimization model 





Figure 69. Numerical results compared to averaged experimental results for incident bar strain and free–end 
velocity with the long striker average impact velocity of 4.58 mm/ms 
Table 11. Cross–correlation ratings of numerical versus experimental results for incident bar strain and free–
end velocity 









4.5.3 C3HB Numerical model Validation 
The developed PMMA material model was used for both the incident bar and chamber 
acrylic materials, and a validation process was performed for the full apparatus model. Twenty–
seven new experimental tests were undertaken using the sphere striker, incident bar, and chamber 
filled with distilled water (chamber tests). The chamber tests were performed at varying firing–
pressures with differing chambers (3 repeats of 3 firing–pressures for 3 chambers). Cross–
correlation was performed on the initial compressive (negative strain) phase of the measured and 
simulated chamber strain data for the 27 chamber tests. The initial compressive phase, occurring 
between ~1.1–1.25 ms in simulation time (Figure 70), was chosen because it was the principal 
feature in the chamber strain data. The cross–correlation resulted in a good agreement with an 
average rating of 0.921. Cavitation of the distilled water was observed in most of the 27 chamber 
tests at high firing–pressures; however, the strain data measured showed no significant differences 
between cavitating and non–cavitating tests. Therefore it was concluded that the numerical model 
was effective in predicting the dynamics of the incident bar and chamber throughout a test until 
after the initial compressive phase of chamber strain at 1.25 ms (Figure 70). 
Full experimental strain and chamber–end velocity data of a non–cavitating test was 
simulated with the numerical model (Figure 70). There was excellent agreement between the 
arrival times, rise, and peak values between the experiment and simulation for the incident bar 
strain, chamber strain, and chamber–end velocity traces. The differences in the chamber strains 
observed after the initial compressive phase at 1.25 ms could be attributed to the complex wave 
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reflections. The slight differences in the timing and rise of the reflected wave can be attributed to 
the use of a coupling agent in the experiment that was not implemented in the model transferring 
a small amount of tension resulting in a delay of separation between the incident bar and chamber, 
effectively increasing its magnitude and decreasing its rise–time. 
 
Figure 70. Experiment (Exp) and numerical (Sim) incident bar strain and chamber–end velocity traces for a 
single non–cavitating chamber test with a sphere striker impact velocity of 9.35 mm/ms 
High–speed images of a cavitating test was compared to the water pressure contours 
predicted in a simulation. It was predicted that the largest negative pressure occurs uniformly 
within the entire region adjacent to the back–wall surface (thickness of ~2 mm) without large 
variations in the radial direction (Figure 71). Therefore, cavitation was expected to occur locally 
within the back–wall region fulfilling the fifth requirement of the apparatus development, and 





Figure 71. Region of maximum negative fluid pressure identified from the simulation compared to location of 
cavitation 
Timing of cavitation was investigated using high–speed imaging coupled with simulated 
back–wall pressure. Analysis of the high–speed images showed that the start of the bubble 
growth occurred at time ~t1 (Figure 72). The bubble continued its growth until ~t2 where it 
reached its maximum volume, and then finally collapsing at ~t3. The initiation corresponded to 
the onset of the negative pressure. Likewise, maximum volume corresponded to the time of the 
peak negative pressure and collapse corresponded to the time of the following peak compressive 
pressure; however, it should be noted that the inertial effects of the bubble growth and collapse 
may have an effect on the timing in specific cases. Overall, it has been demonstrated that the 
timing of the bubble growth and collapse agreed with the pressure traces predicted by the 
numerical model with cavitation initiating just after 1.1 ms and collapsing just before 1.25 ms. 
The differences between the experimental and simulated results previously discussed in the 
reflected wave strain, and chamber strain, were all observed occurring after ~1.25 ms. Therefore 
the differences was justified as negligible to the generation of cavitation, and it was concluded 
that the numerical model can predict the dynamics of the full C3HB apparatus with excellent 




Figure 72 Timing of bubble (circled) growth and collapse using high–speed video coupled with simulated 
back–wall pressure 
To verify the ability of the apparatus to reproduce negative pressures observed in the head 
during blast exposure, the back–wall pressure trace simulated from the C3HB–4 and the occipital 
region CSF ICP from the sagittal blast head model [39] was compared (Figure 73). The peak 
negative ICP of CSF from a 3 m stand–off, 5 kg C4 explosive charge at a 1.5 m height burst was 
matched using the C3HB numerical model for verification of the pressure traces. The negative 
pressure at the back–wall of the C3HB model showed good agreement with the negative ICP of 
CSF from the head model; fulfilling the first requirement of the apparatus development. Similarly, 
the rate (rise) of the incident pressure wave in the incident bar showed good agreement with the 




Figure 73. Intracranial pressure comparison with predicted pressures from the apparatus for 3m stand–off 
blast exposure of 5kg C4; Simulation performed using sagittal head model developed by Singh et al. [39] 
4.5.4 Mesh Refinement Study 
A mesh refinement study was performed using 4 different mesh sizes with increasing grid 
size by halving the previous mesh size (Table 12). The meshes were compared by performing 
simulations with a striker impact velocity of 9.0 mm/ms. Five metrics were obtained from the 
simulations for the refinement study: the peak incident strain wave, the chamber strain, the incident 
and back–wall fluid pressure, and the chamber–end velocity (Figure 74). 








Coarser (f4) 1.604 1.5 
Coarse (f3) 0.791 12.5 
Medium (f2) 0.396 97 





Figure 74. Metrics (elements) chosen in the incident bar, chamber, and fluid for the mesh refinement study 
The metric values for each mesh size are shown in Figure 75, Figure 76, and Figure 77, 
with their f0 values indicated with square markers. The f0 values for the peak incident strain wave 
and chamber–end velocity could not be calculated due to their non–convergence. An explanation 
for their non–convergence could be that the peak value was already in the convergence zone and 
was over–converging due to round–off errors. Another explanation could be that the high 
frequency oscillations induced by the radial inertia oscillations produced complex interaction with 
the peak of the signal affecting its convergence [184]. As a secondary metric for the incident strain 
wave, the leading values at the end of the incident strain wave rise were used and resulted in 
converging values (Figure 75). The leading values were chosen as a second metric because the two 
issues noted above are less prominent in the rise versus the peak of the signal. As a secondary 
metric for the chamber–end velocity, the slopes of their linear rise were used and resulted in 
converging values (Figure 78). The slopes were chosen as a second metric because the acceleration 




Figure 75. Richardson Extrapolation f0 value for incident wave and its leading values 
 
Figure 76. Richardson Extrapolation f0 value for chamber axial strain and chamber–end velocity 
 




Figure 78. Rise slopes chosen for mesh refinement study of the chamber–end velocity 
The converging metrics suggested that the medium mesh was the most desirable having 
errors less than 2%, compared to their f0 values, and a runtime significantly less than the fine mesh 
(Table 13). The standard deviations of the metric values for the simulated mesh sizes (based on 
population) were also calculated resulting in deviations less than 2% and orders of magnitude less 
than their f0 values demonstrating closeness. To further confirm the closeness of the medium mesh, 
an asymptotic zone–check was also performed (Table 13). As expected, all the metrics result in 
values relatively close to 0 demonstrating that they are within the asymptotic zone. Therefore it 
was concluded that the medium mesh was the best mesh size for the apparatus numerical model. 







Actual Error of f2 – 0.3% 0.97% 
Standard Deviation 0.4% 1.4% 1.6% 







Actual Error of f2 1.21% 0.61% 0.83% 
Standard Deviation 3% 1.5% 1.5% 




4.6 Testing Protocol 
The following section discusses the process of preparing fluid samples and the dynamics 
that occurred in the apparatus during cavitation tests. Data processing of the recorded 
measurements is also discussed demonstrating the generation of a probability sigmoid curve for 
cavitation used to determine the cavitation pressure threshold. 
4.6.1 Chamber and Sample Preparation 
Cavitation tests were performed using distilled water (Distilled Water 4 L, Compliments). 
Agitation of the water produced excessive air bubbles providing unwanted cavitation nuclei, which 
was also observed by Kenner [102], therefore avoidance of bulk movement of the water was 
maximized by keeping the water in its original container at all times until the test was undertaken. 
To further avoid air bubble contamination of the water and ensure uniform temperature, it was 
allowed to settle for several days at a lab temperature of approximately 21 °C before testing. The 
water was extracted from its container using a syringe dedicated for transferring the water into the 
chamber. A syringe was chosen because it allowed precise filling of the chamber with little to no 
agitation of the water. 
Preparation of the chamber and cap began with a thorough cleaning using regular hand 
soap to remove any grease from handling and previous tests. The inside of the chamber was then 
thoroughly dried and swabbed with a cotton swab lightly soaked in a dilute isopropyl alcohol and 
distilled water solution to remove any grease that may have entered the chamber. It was very 
important that the chamber was completely cleaned of grease and contamination particles, such as 
dust or cotton fibers, ensuring cavitation nuclei were not introduced. The last step required 
swabbing the inside of the chamber with a piece of lint–free gauze pad carefully removing any 
visible contamination as a result of the cleaning process. 
Before filling the chamber with distilled water, the inside chamber walls were coated with 
a very thin film of a wetting agent solution using lint–free gauze. Harvey et al. [185] showed that 
the addition of a wetting agent to the water did not have an effect of preventing cavitation on 
hydrophobic surfaces. The thin film was used to reduce the surface tension between the water and 
walls to ensure complete wetting of the distilled water. The wetting agent solution was made using 
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25 ml of distilled water mixed with 5–6 drops of the wetting agent (Jet–Dry Rinse Agent, Finish) 
resulting in a ~1.1 % concentration. The solution was carefully mixed ensuring that the formation 
of soap bubbles, which could act as cavitation nuclei, was avoided. 
The chamber was then carefully filled with distilled water, taking care that there were no 
bubbles in the chamber. A thin line of Petroleum Jelly (Vaseline) was used as coupling around the 
base of the cap stem to provide full surface contact between the cap and chamber for wave 
transmission (Figure 79). During capping, the excess water in the chamber was expelled through 
the venting channel. Care was taken to ensure that the cap covered the venting channel without 
compressing the water inside, thus preserving atmospheric pressure. Monitoring a strain gauge 
(WA–09–120WR–120, Micro–Measurements) installed on the chamber confirmed that there was 
no appreciable pressure induced in the chamber during installation of the cap. The cap was pressed 
firmly onto the chamber to ensure that the coupling on the cap squeezed out from the interface, 
and a thin and evenly spaced film remained. Lastly, the chamber was fully wiped clean to increase 
visibility of the fluid for high–speed imaging. 
 
Figure 79. Placement of coupling on the cap stem and water overfill 
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4.6.2 Wave Propagation and Cavitation Occurrence 
The wave propagation of the compressive pulse (incident wave) for the C3HB apparatus 
was as follows. After impact of the sphere striker with the incident bar, a compressive pulse 
(incident wave) was generated in the bar and propagated towards the chamber (Figure 80). This 
compressive pulse transmitted into the chamber cap (σI(1)), through the water (σI(2)), and into the 
chamber end all (σT) (Figure 81). Upon reaching the chamber–end, a tensile pulse (chamber 
reflected wave, σR) was produced and transmitted back into the water. The negative pressure at the 
back–wall region (Figure 71) resulted from the chamber reflected wave superimposing with the 
trailing–end of the compressive pulse (σI(2)). When the superposition of the pulses at the incident 
bar–chamber cap interface became negative, the bar and chamber separated preventing further 
wave transmission. The compressive pulse remaining in the incident bar then reflected at its 
newly–exposed surface as a tensile pulse (incident bar reflected wave). The remaining tensile pulse 
in the chamber, which caused the separation, also reflects at its newly–exposed surface in 
compression and continued to reflect back–and–forth within the chamber.  
 
Figure 80. Simplified wave propagation of compressive pulse resulting in the separation of the incident bar 




Figure 81. Wave diagram showing propagation through the chamber to produce negative pressure in the 
distilled water as a result of the impedance differences between acrylic and air 
4.6.3 Identification of Cavitation Pressure Threshold 
To determine the simulated back–wall pressure in the cavitation tests, simulations were 
performed with increasing severity to obtain simulated trends of the incident bar strain wave, 
chamber strain, back–wall pressure, and chamber–end velocity; and as expected all the trends 
obtained were linear. The linear relationship between the peak simulated incident bar strain wave 
and peak back–wall pressure was then used with the measured peak incident bar strain wave to 
obtain the back–wall pressure for each test. 
Cavitation is a binary event that does or does not occur. Weaknesses in the fluid 
demonstrate the probabilistic nature of cavitation in experimental testing (§ 2.3). A large number 
of test results were required to determine a cavitation pressure threshold that was resilient to errors 
relating to induced cavitation as a result of unwanted heterogeneous nucleation [98, 108, 109]. 
Using these back–wall pressures and the occurrence of cavitation as data points, a sigmoid 
probability curve (ISO/TS 18506) was generated [186]. The sigmoid curve is a theoretical 
probability curve fit over the cavitation data points demonstrating the probability of cavitation with 
respect to the back–wall pressure. The pressure corresponding to the 50% probability of cavitation 
was then considered as the measured cavitation pressure threshold for the set of cavitation tests. 
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4.7 Chapter Summary 
In summary the development of the second and third iteration of the final apparatus were 
presented to provide full context of issues recognized for generating localized fluid cavitation and 
measuring fluid pressures. Challenges with generating localized cavitation was observed with the 
generation of diffuse cavitation in the second and third iterations as a result of unwanted nuclei 
and inertial–induced fluid volume increase. Challenges with measuring negative fluid pressures 
were also observed for probe–style (piezoelectric sensor) and catheter–style (piezoresistive sensor) 
pressure transducers and resulting in the conclusion that the gauges were unable to measure 
pressures in the negative range with accuracy, and the presence of the gauges introduced cavitation 
nuclei effectively reducing the cavitation pressure thresholds. 
A final apparatus (C3HB) was developed that could produce localized fluid cavitation 
through high–rate dynamic loading comparable to head blast exposure. This final apparatus 
consisted of a steel sphere striker, an acrylic incident bar, and an acrylic confinement chamber. 
The sphere striker and incident bar combination generated a compressive pulse comparable to that 
observed transmitted into the head in computational and experimental studies of blast exposure. 
The chamber was designed with special consideration of testing small fluid volumes, dimensions, 
and pulse propagation. The back–wall of the chamber was given a thickness comparable to that of 
the skull, and the cap used to seal the chamber was given a simple design to simplify wave 
propagation. 
A compressive pulse was generated by the sphere striker impact and propagated down the 
incident bar, transmitted into the chamber and fluid, and reflected in tension at the chamber–end 
exposed to the atmosphere. This tensile reflection pulse then transmitted back into the water 
producing negative pressures at the back–wall necessary for cavitation. To verify the dynamics of 
the final apparatus, strain gauges were used to measure strains in the incident bar and chamber; a 
PDV was used, in separate occasions, to measure the surface velocity of the incident bar and 
chamber–end surfaces; a spectral analysis program was used to check wave propagation using 
measured strain signals; and high–speed imaging and tracking software was used to determine 
striker impact velocities. 
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In parallel with the development of the final apparatus, a numerical model was developed 
to predict the dynamics of the incident bar and chamber. The numerical model was validated using 
strain and surface velocity measurements of both free–end tests and cavitation tests. Free–end tests 
were performed with the incident bar at free–end conditions and varying striker types with varying 
impact velocities. Cavitation tests were performed with the incident bar, three chambers filled with 
distilled water, and a sphere striker with varying striker velocities. Cross–correlation analysis was 
performed with the results of both the free–end and cavitation test results demonstrating good 
agreement between the apparatus and numerical model for varying conditions. Since cavitation 
was not implemented in the numerical model, the simulations only predicted dynamics before the 
occurrence of cavitation. Pressure gages were not used in the final apparatus due to their 
contamination of the water with cavitation nuclei and inability to measure accurate negative 
pressures. The back–wall pressures, where cavitation was observed, was obtained through 
simulations and verified with PDV measurements of the chamber–end using one–dimensional 
approximation that resulted in a good agreement. 
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  Experimental Cavitation Tests 
In this chapter the results of cavitation tests will be presented for distilled water at 21 °C 
and 37 °C. Cavitation pressure thresholds obtained from generated probability curves for both 
temperatures are presented, and an investigation on the effect of the chamber back–wall thickness 
on the back–wall pressure is discussed. 
5.1 Distilled Water Results 
A series of experimental tests (Table 14) were performed with the C3HB apparatus using 
three chambers of the same design (identified as C1, C2, and C3), and localized cavitation was 
successfully generated for distilled water at 21 °C (Figure 82). 
Table 14 Range of peak compressive axial strains measured in the incident bar and chamber for all tests 
performed 
Chamber 






C1 28 1.353 – 2.796 0.521 – 1.309 
C2 26 1.621 – 2.577 0.679 – 1.326 
C3 23 1.455 – 2.781 0.614 – 1.447 
 
 
Figure 82. High–speed image of localized cavitation observed at the back–wall region of the chamber  
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The numerical model was used to simulate each test by matching the simulated and 
measured incident strain waves. Trends of the experimental and simulated peak chamber strain 
and chamber–end velocity with respect to the peak incident strain wave were generated to verify 
agreement between the apparatus and model (Figure 83). Both the experimental and numerical 
trends showed good agreement with R2 values of 0.875 and 0.992, respectively. As expected the 
experimental trends showed linearity below 50% probability of cavitation, since without 
cavitation, the water in the chamber behaves as a fluid–elastic material. Similarly, the numerical 
trends showed linearity since the occurrence of cavitation was not implemented in the model (§ 
4.5.1). 
 
Figure 83. Experimental (Exp) and numerical (Sim) trends of the peak chamber strain and chamber–end 
velocity with respect to peak incident bar strain.  
A trend of the simulated peak negative back–wall pressure with respect to the peak incident 
strain wave was also generated and verified using the one–dimensional approximation (Equation 
72). The calculated and numerical trends showed good agreement with an R2 value of 0.892 (Figure 
84). The calculated trend also shows linearity below the 50% probability line, in agreement with 




Figure 84. Calculated and numerical (Sim) trends of the peak negative back–wall pressure with respect to 
peak incident bar strain 
Sigmoid probability curves were generated for the three chambers relating the simulated 
peak negative back–wall pressure with the occurrence of cavitation observed through high–speed 
imaging (Figure 85). The probability curves showed that for chambers C1, C2, and C3, the 
cavitation negative pressure threshold (50% probability) was 3.36 MPa ±4%, 3.52 MPa ±6%, and 
3.04 MPa ±4%, respectively. The probabilistic nature of the cavitation (§ 2.2) near the threshold 
may explain the differences between the slope of the curves and more data points are required. 
Overall, the generated thresholds are in good agreement with each other. Pooling all the chamber 




Figure 85. Cavitation probability curves at the back–wall. Top–left: Chamber 1, Top–right: Chamber 2, 
Bottom–left: Chamber 3, and Bottom–right: Chamber 1 – 3 together 
5.1.1 Back–wall thickness Effect 
Two other chambers were created with back–wall thicknesses of 7.8 mm (C4) and 8.7 mm 
(C5), with their other dimensions similar to C1, C2, and C3, which have back–wall thicknesses of 
11.3 mm. The trends of peak negative back–wall pressure with respect to incident strain wave were 
obtained for the different thicknesses within the observed non–cavitating and cavitating pressure 
range (negative pressures ranging from 2–5 MPa). As expected the trends showed linearity and 
increasing slope with decreasing thickness; however, the trends showed negligible differences in 
slope for the three thicknesses considered (Figure 86). This can be explained due to the much 
larger length of the incident wave compared to the back–wall thicknesses considered, which 
dominated the propagation and inertial effects of the thicknesses on the fluid pressure. Therefore 
it was concluded that changes in the back–wall thickness did have an effect on the back–wall fluid 
pressures, but was negligible due to the dominating of the propagating incident wave. Lastly, it 
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was also concluded that the change in back–wall thickness did not have a direct effect on the 
occurrence of cavitation, and therefore did not affect the cavitation probability curves. 
 
Figure 86. Simulated back–wall pressure with increasing incident strain wave for varying back–wall 
thickness 
Cavitation tests were performed (n=20) with distilled water at 21 °C using chamber C4, 
resulting in a comparable probability curve to C1, and a cavitation negative pressure threshold of 
3.57 MPa ±3% (Figure 87). Since the thresholds for chambers C1, C2, and C3 were also from 
distilled water at 21°C, and it was concluded that back–wall thickness did not affect the probability 
curve, the measured threshold for distilled water at 21 °C was updated by pooling all the data 
points from C1–4 (C1, C2, C3, and C4) resulting in a negative threshold of 3.39 MPa ±2%. This 
threshold is comparable with the values reported by Kenner (2.96 MPa and 3.09 MPa [102]) for 
distilled water, and the lower bound reported by Williams (4.5 MPa [140]) for ‘nuclear–grade’ 
deionized water; which is expected due to the greater purity of ‘nuclear–grade’ deionized water 
compared with distilled water. The variability of other reported dynamic techniques (§ 3.1) varied 
between 5–10% [112, 113, 134, 140]. Further, of the dynamic methods discussed, only the Tube–
Arrest method by Williams et al. [134] visually identified cavitating events. The cavitating events 
reported by Williams also occurred initiating from a solid surface, with a single test initiating 
within the body of the liquid. However, cavitation within the body of the liquid may have been a 
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particular occurrence due to the reported uncertainty of 10%. The proposed C3HB apparatus 
provides an important contribution for studying fluid cavitation under controlled and repeatable 
conditions since this apparatus was able to generate negative fluid pressures similar to that 
observed in the head during blast exposure, demonstrated visual identification of cavitation, and 
measured cavitation pressure threshold with a standard deviation of 2%. 
Recall Equation 3 used to estimate the critical nucleus radius that would result in fluid 
rupture (§ 2.2). Using the negative threshold of 3.39 MPa (∆P) and the typical surface tension of 
0.0726 N/m for water at 21 °C, results in a critical radius (RCR) of 0.043 µm. This estimated critical 
radius is comparable to the 0.05-micron (µm) alumina powder that was used to polish the chamber 
cavity surfaces (§ 4.3.2). Since the typical surface tension of water was used for the calculations, 
the critical radius of 0.043 µm is an upper bound estimate for the experimental tests performed, 
whereas if the lesser surface tension of the wetting agent solution was used, the critical radius 
would be expected to decrease. 
 
Figure 87. Cavitation probability curve of distilled water at 21 °C with chambers C1, C2, C3 (11.3 mm 
thickness), and C4 (7.8 mm thickness) 
5.1.2 Temperature Effect 
It was previously discussed that the cavitation pressure threshold would decrease as a result 
of an increase in fluid temperature (§ 2.2). With the prospect of testing CSF cavitation, it was 
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desirable to determine thresholds at body temperature (37 °C) and observe the effects of 
temperature increase on the threshold. Cavitation tests were performed (n=15) with distilled water 
at 37 °C using chamber C5 resulting in a probability curve comparable to C1 and C3 and a negative 
threshold of 3.20 MPa ±5% (Figure 88). A one–tailed T–test was performed between the threshold 
for C5 (–3.2 MPa) and the 4 thresholds for C1–4 (–3.36, –3.52, –3.04, –3.57 MPa), resulting in 
the C5 threshold being significantly less than the C1–4 thresholds at a significance level of 12%. 
However, a significance level of 12% was considered too high, and the hypothesis was rejected. 
The lack of evidence could be attributed to the lack of threshold measurements at 37 °C, the 
variability of the thresholds at 21 °C dominating the effect, or the small reduction of the surface 
tension (∆γ = –0.0025 N/m) of water at 21°C (0.0726 N/m) to 37 °C (0.0701 N/m) [105].  
 
Figure 88. Cavitation probability curve comparison of C5 at 37 °C with chambers C1, C2, C3, and C4 at 21 
°C 
5.1.3 C3HB Apparatus Limitation 
A limitation of the C3HB apparatus was the generation of heterogeneous cavitation. In most 
of the tests yielding cavitation, bubbles were observed initiating from the back–wall suggesting 
heterogeneous nucleation; however, some tests showed bubbles initiating adjacent to the back–
wall still within the region of maximum negative pressure (Figure 71). Due to the single high–
speed camera setup, it could not be concluded whether the bubbles initiating adjacent to the back–
wall was the result of heterogeneous or homogeneous nucleation. The low variability of the 
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cavitation pressure thresholds measured suggests that all cavitating events observed occurred as a 
result of heterogeneous cavitation, and the fluid tensile strength of distilled water was not 
exceeded. However, this limitation is considered minor since the in vivo conditions of cavitation 
within the head during blast exposure is currently unknown in the literature. 
5.2 Chapter Summary 
In summary, cavitation negative pressure thresholds of 3.39 MPa ±2% was obtained for 
distilled water at 21 °C using combined data points from chambers C1, C2, C3, and C4, and 3.20 
MPa ±5% for distilled water at 37 °C using chamber C5. It was concluded that the back–wall 
thicknesses considered (7.8, 8.7, 11.3 mm) did have an effect on the back–wall fluid pressure, but 
was considered negligible due to the much larger length of the incident wave (compared to the 
thicknesses) dominating this effect. Additionally, the back–wall thickness did not affect the 
occurrence of cavitation with respect to back–wall pressure, concluding that the back–wall 
thickness did not affect the cavitation probability curve. Lastly, a one–tailed T–test performed 
between the thresholds measured for distilled water at 21 °C and 37 °C concluded that the 37 °C 
threshold was significantly lesser than the 21 °C thresholds at a significance level of 12%. 
However, a significance level of 12% was considered too high, and the hypothesis was rejected.  
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  Conclusions 
This section presents conclusions made within the scope of the thesis and limitations of the 
C3HB apparatus and numerical model developed. Dynamic techniques developed for generating 
fluid cavitation with the aim of determining fluid tensile strengths and investigating cavitation 
dynamics exist, but none developed with the aim to studying cavitation pressure thresholds of 
fluids within conditions of head blast exposure. This thesis demonstrates primary contributions to 
the knowledge of blast–related cavitation through: 
1. The development of an apparatus (C3HB) that can generate localized fluid cavitation as a 
result of dynamic loading with a tensile pulse produced from the reflection of a 
compressive pulse (§ 4.5.3) having a comparable shape and rate to the primary pressure 
wave transmitted into the brain during head blast exposure (§ 4.3.1) 
2. Verification of the inability to measure fluid pressures in the negative (tensile) range of a 
piezoelectric probe–style pressure transducer (PCB Piezotronics Model 113B21, sampling 
rate of 2 MHz). This challenge was addressed using a numerical model that could predict 
the positive pressure ranges in good agreement with measured fluid pressures (§ 4.2.2). 
3. The observation of fluid cavitation occurring as a result of nuclei from the presence of a 
pressure transducer and the geometric discontinuities associated with transducer 
implementation, which effectively reduced the cavitation pressure thresholds observed (§ 
4.2.2). Nuclei contamination was observed using both probe–style (piezoelectric sensor) 
and catheter–style (piezoresistive sensor) transducers, at both the surfaces of the 
transducers, and geometric changes to the chamber because of their mounting (§ 4.3.3.2). 
4. Development, verification, and validation of a numerical model that predicts the response 
of the apparatus, such that the fluid pressure changes can be obtained without the use of 
intrusive measurement gages, which was demonstrated to reduce the cavitation pressure 
thresholds observed (§ 4.5). 
5. Investigation of the effect of chamber back–wall thicknesses of 11.3, 8.7, and 7.8 mm on 
the back–wall fluid pressure, concluding negligible effect compared to the compressive 
pulse severity (§ 5.1.1). Consequently, the sigmoid curve generated for C4 (thickness of 
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7.8 mm at 21 °C) was comparable to the three sigmoid curves generated for C1, C2, and 
C3 (thickness of 11.3 mm at 21 °C). 
6. Measurement of the cavitation negative pressure threshold of 3.39 MPa ±2% for distilled 
water at 21 °C (§ 5.1.1) by generating a sigmoid curve with the combined data points from 
tests using C1, C2, C3, and C4. 
7. Measurement of the cavitation negative pressure threshold of 3.20 MPa ±5% for distilled 
water at 37 °C (body temperature), which was significantly less than the 21 °C thresholds 
at a significance level of 12% (§ 5.1.2). 
6.1 Recommendations 
The recommendations for further work corresponding to the motivations of the study and 
potential for the apparatus are as follows: 
1. Heterogeneous cavitation was observed occurring at the back–wall of the chamber for 
all tests performed. Investigation of the chamber cavity surface roughness should be 
performed to determine its effect on the measure cavitation pressure threshold. 
2. The effects of fluid temperature and chamber back–wall thickness were investigated with 
only a single cavitation probability curve each case. Additional cavitation tests should 
be performed to generate more pressure threshold for each case to produce a full 
understanding on their effects. 
3. The inability of the probe–style and catheter–style pressure transducers to measure 
pressures in the negative range was observed and verified using a numerical model. The 
potential of the apparatus as a technique for verifying pressure gauge capabilities within 
a specific negative pressure domain should be further explored. 
4. The nuclei contamination of the fluid sample from the presence of pressure gauges and 
the geometric discontinuities from their implementation resulted in a decrease in the 
cavitation pressure thresholds observed. Methods to avoiding or minimizing the effect 
of pressure gauges and their implementation should be further explored. 
5. The goal of the final apparatus was to generate fluid cavitation as a result of loading 
similar to that observed in head blast exposure. It has been observed that large localized 
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pressures occur as a result of cavitation bubble collapse (§ 2.4). Therefore, a method to 
use the apparatus as a way to investigate the effects (stresses and strains) produced on 
solid samples as a result of cavitation bubble collapse should be further explored. Such 
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APPENDIX A: PDV MatLab Processing Code 
%(MatLab R2015a, MathWorks) 
%Made in-house at University of Waterloo 
% By: Jose Imbert 
%Test for finding and storing max P for each frequency 
%Uses pdv data for long rod hit by a hammer 
  






%load PDV data 
data = importdata (imp_data); 
time = data(:,1); 
v = data(:,2); 
  
  
window = 256; %number of samples in window (window width. 
overlap = window/2; %window overlap one half 
bins = 1024; %number of frequency bins  
samp_freq = 25.0E6;  %sampling rate per second  
  
%v_min=0.062; %min velocity used to cut off lower freqs in m/s 
v_min=0.2; %min velocity used to cut off lower freqs in m/s 
v_max=samp_freq*(0.5)*(0.5)*wavelength; %velocity used to cut off greater freqs in m/s  
  
%for cleaning v data 
outlier_filter=1.01; 
  
%produce and plot spectrogram and P matrix 
[S,F,T,P]=spectrogram(v,window,overlap,bins,samp_freq,'yaxis'); 
spectrogram(v,window,overlap,bins,samp_freq,'yaxis'); 
                               %displays spectrogram 
                               %'yaxis' specifies freq in y axis 
%time from spectrogram. Used with current_time_plot for plotting 
T_tran = transpose (T); 




max_freqs = zeros(length(T),1);%creates max_freqs vector of length l and sets it to zero 
%Get maximum frequs from P matrix 
%Need to eliminate first two bins since zero freq has greatest magnitude 
%Get indices for max of full P for comparisson with Pshort 
f_per_row = (samp_freq*0.5)/f_len; 
f_v_min = v_min/(wavelength*0.5); 
f_v_max = v_max/(wavelength*0.5); 
low_row =  int16(f_v_min/f_per_row); 
%high_row =4.5e8; 
high_row =int16((f_v_max/f_per_row)); 
%get max frequencies from P for velocity calculation, between low_row and 
%high row 
[c,i]= max(P(low_row:high_row,1:t_len),[],1); 




for u=1:(t_len)  
  max_freqs(u,1) = F((i(1,u)+low_row),1); 
end; 
  
%make indices column for plotting 
for u=1:t_len 
    indices (u,1)=u; 
end 
%calculate velocity from max freqs ans make vel vector. Only good with PDV 
%data 
velocity = zeros(t_len,1); 












%file name at begining  




APPENDIX B: CORA Global Parameters 
############################################################################### 
# 






#   Global Parameters 
#    
############################################################################### 
BEGIN GLOBAL_PARAMETERS 
  DES_MOD             CSHB VALIDATION with PSHPB Free–end CORA              ; Header of the evaluation 
  DES_GLO             3 striker cases (short, long, sphere). Checks the rating of CSHB.exe to experimental data. (1) Attenuated 
Reflected Wave to Incident Wave. (2) Compares CSHB EndVel output to PDV EndVel output  ; Sub–header of the evaluation 
# 
# Global settings to define the interval of evaluation 
  A_THRES             0.000                 ; Threshold to set the start of the interval of evaluation [0,...,1] 
  B_THRES             0.000                 ; Threshold to set the end of the interval of evaluation [0,...,1] 
  A_EVAL              0.000                 ; Extension of the interval of evaluation [0,...,1] 
  B_DELTA_END         0.000                 ; Additional parameter to shorten the interval of evaluation (width of the corridor: 
A_DELTA_END*Y_NORM) 0 = disabled 
  T_MIN/T_MAX         1.7 automatic                ; Manually defined start (time) and end (time) of the interval of evaluation 
(automatic = calculated for each channel) 
  T_UNIT  ms 
# 
# Global settings of the corridor method 
  K                   1                     ; Transition between ratings of 1 and 0 of the corridor method [–] (1 = linear, 2 = quadratic ...) 
  G_1                 0.00                  ; Weighting factor of the corridor method [–] 
  a_0/b_0             0.00     0.00         ; Width of the inner and outer corridor [–] 
  a_sigma/b_sigma     0        0            ; Multiples of the standard deviation to widen the inner and outer corridor [–] 
# Global settings of the cross–correlation method 
  D_MIN               0.01                  ; delta_min as share of the interval of evaluation [0,...,1] 
  D_MAX               0.10                  ; delta_max as share of the interval of evaluation [0,...,1] 
  INT_MIN             .95                  ; Minimum overlap of the interval [0,...,1] (MB– changed to remove Warnings) 
  K_V                 1                     ; Transition between ratings of 1 and 0 of the progression rating [–] (1 = linear, 2 = quadratic 
...) 
  K_G                 1                     ; Transition between ratings of 1 and 0 of the size rating [–] (1 = linear, 2 = quadratic ...) 
  K_P                 1                     ; Transition between ratings of 1 and 0 of the phase shift rating [–] (1 = linear, 2 = quadratic ...) 
  G_V                 0.33                  ; Weighting factors of the progression rating [–] 
  G_G                 0.33                  ; Weighting factors of the size rating [–] 
  G_P                 0.33                  ; Weighting factors of the phase shift rating [–] 
  G_2                 1.0                  ; Weighting factors of the cross–correlation method [–] 
# Normalisation of the weighting factors 
  WF_NORM             YES                   ; Normalisation of the weighting factors [YES/NO]? 
# Signal settings 
  ISONAME_1–2/11–12   YES               ; Consideration of the position 1/2 (test object, seating position) and 11/12 (fine 
location 3 – dummy) of the ISO code [YES/NO] 
  MIN_NORM            0.00                  ; Threshold (as fraction of the global absolute maximum amplitude) to start special 
treatment of secondary axis [0,...,1] 
  Y_NORM              value              ; Type of calculation of Y_NORM (extremum or value) 
# 
# Format settings of the html report 
  OUTPUT_FORMAT       LSPOST            ; Export format (LSPOST, PAMVIEW or Hypergraph) 
#OUTPUT_UNIT         mm–kg–ms                ; Unit system 
#OUTPUT_g            NO                    ; Use [g] [YES/NO]? 
 
150 
# Layout of the html report 
  FONT_SMALL          12                    ; Size of the small font 
  FONT_LARGE          14                    ; Size of the large font 





APPENDIX C: Incident Bar Repeatability/Benchmark Tests 
 
Figure 89. Strain gauge voltage output of the short striker at 97 kPa firing–pressure (3 repeats) 
 
 





Figure 91. Strain gauge voltage output of the short striker at 152 kPa firing–pressure (3 repeats) 
 




Figure 93. Strain gauge voltage output of the long striker at 124 kPa firing–pressure (3 repeats) 
 
Figure 94. Strain gauge voltage output of the long striker at 152 kPa firing–pressure (3 repeats) 
 




Figure 96. Strain gauge voltage output of the sphere striker at 124 kPa firing–pressure (3 repeats) 
 




Figure 98. Incident bar free–end velocity of the short striker at 97 kPa firing–pressure (3 repeats) 
 
Figure 99. Incident bar free–end velocity of the short striker at 124 kPa firing–pressure (3 repeats) 
 




Figure 101. Incident bar free–end velocity of the long striker at 97 kPa firing–pressure (3 repeats) 
 




Figure 103. Incident bar free–end velocity of the long striker at 152 kPa firing–pressure (3 repeats) 
 
Figure 104. Incident bar free–end velocity of the sphere striker at 97 kPa firing–pressure (3 repeats) 
 




Figure 106. Incident bar free–end velocity of the sphere striker at 152 kPa firing–pressure (3 repeats) 
